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Sample Summary 

IAL Case No. Client JMC Environmental Consultants 

E12-09000 I Project ARSYNCO 

Received On 91 5/2012@16:50 

!1.!!l 
Lab!D Client Same_le ID Deeth Tof!IBottom Smne_ling_ Time Matri< Container 

09000-001 0-47 (0-2.0) 0/2 9/ 5/2012@08:35 Soil 

09000-002 0-47 (2.0-4.0) 2/4 9/ 5/20 12@08:36 Soil 

09000-003 N-47 (0-2.0) 0/2 9/ 5/2012@08:50 Soil 

09000-004 N-47 (2.0-4.0) 2/4 9/ 5/2012@08:51 Soil 

09000-005 N-46 (0-2.0) 0/2 9/ 5/2012@09:32 Soil 

09000-006 N-46 (2.0-4.0) 2/4 9/ 5/2012@09:33 Soil I 

09000-007 FB-36 n/a 9/ 5/2012@14:20 Aqueous 2 

Page I of I Sep 19, 2012@ 09:20 
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INTEGRATED ANALYTICAL LABORATORIES, LLC. 

DEFINITIONS I QUALIFIERS 

DATA QUALIFIERS 

~ Indicates the analyte was found in the associated method blank as well as in the sample. 
II indicates probable laboratory contamination. 

~ Indicates analyte is a common laboratory contaminant. 

Q Indicated analyte was reported from diluted analysis. 

g Identifies a compound concentration that exceeds the upper level of the calibration range 
of the instrument for that specific analysis. 

,! Indicates an estimated value. This flag is used when the concentration in the sample 
is below the RL but above the MDL. 

REPORTING DEFINITIONS 

RL Reporting Limit. The RL is determined by the lowest concentration in the calibration 
curve. For most Wet Chemistry methods, the RL is defined by using the POL. 

MDL Method Detection Limit as determined according to 40CFR Part 136 Appendix B. 

PQL Practical Quantitation Limit. Usually defined as a value 3-5 times the MDL. 

ND Indicates analyle was analyzed for but not detected above the MDL. 

DF Dilution Factor 

LCS Laboratory Control Sample 

LCSD Laboratory Control Sample Duplicate 

MS Matrix Spike 

MSD Matrix Spike Duplicate 

DUP Duplicate 

El2-09000 OOOl 



CONFORMANCE I NON-CONFORMANCE SUMMARIES 
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INTEGRATED ANALYTICAL LABORATORIES, LLC. 

CONFORMANCE/NONCONFORMANCESUMMARY 

Integrated Analytical Laboratories, LLC. received one (1) aqueous and six (6) soil sample(s) from 
JMC Environmental Consultants (IAL SDG # E12-09000, Project: ARSYNCO) on September 5, 
2012 for the analysis of: 

(7) TCL PCB 

A review of the QAIQC measures for the analysis of the sample(s) contained in this report 
has been performed by: 

Reviewed by Date 

El2-09000 0003 



SAMPLE DELIVERY GROUP CASE NARRATIVE 

SDG#: E12-09000 

PCB By 8082 

Batch ID: 120912-03 Matrix: Soil 

QC 

E12-09000 

- Calibration Curve met QC criteria. 

- Surrogate Percent Recovery met QC criteria. 

Method Blank met QC criteria. 

LCS Percent Recovery met QC criteria. 

MS/MSD Percent Recovery met QC criteria. 

RPD between MS/MSD met QC criteria. 

- All samples were extracted within holding time. 

- All samples were analyzed within holding time. 

- Retention Time Shift met QC criteria. 

- Job: E12-09000 (PCB) 
The following sample(s) does not meet the NJ SRS: 
09000-001 needed a 1 Ox dilution for high concentration of 1248 
09000-005 needed a 1 Ox dilution for high concentration of 1248 

Wednesday, September 19, 2012 10:37:06AM 
El2-09000 0004 . -.. - . -· . 



SAMPLE DELIVERY GROUP CASE NARRATIVE 

SDG#: E12-09000 

PCB By 8082 

Batch ID: 120906-06 

QC 

E12-09000 

Calibration Curve met QC criteria. 

Surrogate Percent Recovery met QC criteria. 

Method Blank met QC criteria. 

LCS Percent Recovery met QC criteria. 

MS/MSD Percent Recovery met QC criteria. 

- RPD between MS/MSD met QC criteria. 

- All samples were extracted within holding time. 

- All samples were analyzed within holding time. 

- Retention Time Shift met QC criteria. 

Monday, September 10, 2012 1 :44:40PM El2-09000 _Q_OQ5 



RESULTS SUMMARY REPORT 
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INTEGRATED ANALYTICAL LABORATORIES, LLC. 

SUMMARY REPORT 
Client: JMC Environmental Consultants 

Project: ARSYNCO 
Lab Case No.: E12-09000 

PARAMETER(Units) 

PCB's (Units) 

;\roclor-1016 
Aroclor-1221 
Aroclor-1232 
Aroelor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroelor-1268 
PCBs 

Lab ID: 
Client ID: 

Matrix: 
Sampled Date 

Lab ID: 
Client ID: 

Depth: 
Matrix:i 

' Sampled Date' 

09000-007 
FB-36 

Aqueous 
9/5/12 

Cone Q 'VIDL 

(mg/L-ppm) 

ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 
ND 0.00002 1 
ND 0.00002 

09000-001 
0-47 (0-2.0) 

0/2 
Soil 

9/5/12 
I 

o9ooo-oo2 1 

o-47 (2.o-4.oJ I 

2/4 : 
Soil 

9/5/12 

09000-003 
N-47 (0-2.0) 

0/2 
Soil 

9/5/12 

09000-004 ! 

N-47 (2.0-4.0) ! 

' 2/4 I 

Soil 
9/5/12 

PARAMETER(Units) Cone Q MDL i Cone Q MDL Cone Q MDL Cone Q MDL 

r -

PCB's (Units) 

Aroclor-1016 
Aroclor-1221 
Aroelor-1232 
A oclor 1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor- 1262 
Aroclor-1268 
PCBs 

(mg/Kg-ppm) 

ND 0.235 
ND 0.235 
ND 0.235 
ND 0 235 
I 7.4 0.235 
ND 0.235 
ND 0.235 
ND 0.235 
ND 0.235 
17.4 0.235 

ND ~Analyzed for but Not Detected at the MDL 

(mg/Kg-ppm) 

ND 0.028 
ND 0.028 
ND 0.028 
ND 0 028 
2.88 0.028 
ND 0.028 
ND 0.028 
ND 0.028 
ND 0.028 
2.88 0.028 

(mg!Kg-ppm) .

1

. 

ND 0.044 
ND 0.0441 

(mg/Kg-ppm) 

ND 0.021 
ND 0.021 

ND 0.044 
1 

ND 0.021 
ND 0 044 ND 0 021 
1.25 0.044 ND 0.021 
ND 0.044 ND 0.021 
ND 0.044 ND 0.021 
ND 0.044 ND 0.021 
ND 0.044 ND 0.021 
1.25 0.044 ND 0.021 

El2-09000 0007 



INTEGRATED ANALYTICAL LABORATORIES, LLC. 

SUMMARY REPORT 
Client: JMC Environmental Consultants 

Project: ARSYNCO 
Lab Case No.: E12-09000 

Lab ID: 09000-005 
Client ID: N-46 (0-2.0) 

Depth: 012 
Matrix: Soil 

Sampled Date 915112 
PARAMETER(Units) I Cone Q MDL 

PCB's (Units) (mg/Kg-ppm) 

Aroclor-1016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor- I 248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 
PCBs 

' 

i 

ND 
ND 
ND 
ND 
59.3 
ND 
ND 
ND 
ND 
59.3 

ND ~Analyzed for but Not Detected at the MDL 

0.374 
0.374 
0.374 
0.374 
0.374 
0.374 
0.374 
0.374 
0.374 
0.374 

09000-006 
N-46 (2.0-4.0) 

2/4 
Soil 

9/5/12 
Cone Q MDL 

(mg/Kg-ppm) 

ND 0.019 
ND 0.019 
ND 0.019 
ND 0.019 
2.42 0.019 
ND 0.019 
ND 0.019 
ND 0.019 
ND 0.019 
2.42 0.019 

---------

El2-09000 0008 



ANALYTICAL RESULTS 
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INTEGRATED ANALYTICAL LABORATORIES 

PCB's 

Lab ID: 09000-00 I GC Column: DB-5/DBI701P 
Client ID: 0-47 (0-2. Sample wt/vol: 5.73g 

Date Received: 09/05/2012 Matrix-Units: Soil-mg/Kg (ppm) 

Date Extracted: 09/12/2012 Dilution Factor: I 0 
Date Analyzed: 09/13/2012 %Moisture: 40.7 

Data file: YI679.D 

Compound Concentration Q RL MDL 

Aroclor-1 016 ND 0.589 0.235 

Aroclor-1221 ND 0.589 0.235 

Aroclor-1232 ND 0.589 0.235 

Aroclor-1242 ND 0.589 0.235 

Aroclor-1248 17.4 0.589 0.235 

Aroclor-1254 ND 0.589 0.235 

Aroclor-1260 ND 0.589 0.235 

Aroclor-1262 ND 0.589 0.235 

Aroclor-1268 ND 0.589 0.235 

PCBs 17.4 0.589 0.235 

Page 1 of 1 
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INTEGRATED ANALYTICAL LABORATORIES 

PCB's 

Lab ID: 09000-002 GC Column: DB-5/DB1701P 
Client ID: 0-47 _(2.0- Sample wt/vol: 5.51g 
Date Received: 09/05/2012 Matrix-Units: Soil-mg/Kg (ppm) 

Date Extracted: 09/12/2012 Dilution Factor: I 

Date Analyzed: 09/12/2012 %Moisture: 48.2 

Data file: Y1626.D 

Compound Concentration Q RL MDL 

Aroclor-1 016 NO 0.070 0.028 

Aroclor-1221 NO 0.070 0.028 

Aroclor-1232 NO 0.070 '1J:U28 

Aroclor-1242 NO 0.070 0.028 

Aroclor-1248 2.88 0.070 0.028 

Aroclor-1254 NO 0.070 0.028 

Aroclor-1260 NO 0.070 0.028 

Aroclor-1262 NO 0.070 0.028 

Aroclor-1268 NO 0.070 0.028 

PCBs 2.88 0.070 0.028 

Page 1 of 1 El2-09000 OOll 



INTEGRATED ANALYTICAL LABORATORIES 

PCB's 

Lab ID: 09000-003 GC Column: DB-5/DB1701P 
Client ID: N-47 _(0-2. Sample wt/vol: 5.66g 
Date Received: 09/05/2012 Matrix-Units: Soil-mg/Kg (ppm) 

Date Extracted: 09/12/2012 Dilution Factor: 1 
Date Analyzed: 09/12/2012 %Moisture: 68.2 

Data file: Yl627.D 

Compound Concentration Q RL MDL 

Aroclor-1 016 NO 0.111 0.044 

Aroclor-1221 ND 0.111 0.044 

Aroclor-1232 NO 0.111 0.044 

Aroclor-1242 NO 0.111 0.044 

Aroclor-1248 1.25 0.111 0.044 

Aroclor-1254 NO 0.111 0.044 

Aroclor-1260 ND 0.111 0.044 

Aroclor-1262 NO 0.111 0.044 

Aroclor-1268 NO 0.111 0.044 

PCBs 1.25 0.111 0.044 

Page 1 of 1 El2-09000 00l2 



INTEGRATED ANALYTICAL LABORATORIES 

PCB's 

Lab !D: 09000-004 GC Column: DB-5/DB1701P 
Client ID: N-47 _(2.0- Sample wt/vol: 5.71g 

Date Received: 09/05/2012 Matrix-Units: Soil-mg/Kg (ppm) 

Date Extracted: 09/12/2012 Dilution Factor: I 
Date Analyzed: 09/12/2012 %Moisture: 33.2 

Data file: Y1628.D 

Compound Concentration Q RL MDL 

Aroclor-1 016 ND 0.052 0.021 

Aroclor-1221 ND 0.052 0.021 

Aroclor-1232 ND 0.052 0.021 

Aroclor-1242 ND 0.052 0.021 

Aroclor-1248 ND 0.052 0.021 

Aroclor-1254 ND 0.052 0.021 

Aroclor-1260 ND 0.052 0.021 

Aroclor-1262 ND 0.052 0.021 

Aroclor-1268 ND 0.052 0.021 

PCBs ND 0.052 0.021 

Page 1 of 1 El2-09000 00l3 



INTEGRATED ANALYTICAL LABORATORIES 

PCB's 

Lab ID: 09000-005 GC Column: DB-5/DB 170 I P 
Client ID: N-46 (0-2. Sample wt/vol: 5.34g 
Date Received: 09/05/2012 Matrix-Units: Soil-mg/Kg (ppm) 

Date Extracted: 09/12/2012 Dilution Factor: I 0 
Date Analyzed: 09/13/2012 %Moisture: 59.9 

Data file: Y1680.D 

Compound Concentration Q RL MDL 

Aroclor-1 016 ND 0.934 0.374 

Aroclor-1221 ND 0.934 0.374 

Aroclor-1232 ND 0.934 0.374 

Aroclor-1242 ND 0.934 0.374 

Aroclor-1248 59.3 0.934 0.374 

Aroclor-1254 ND 0.934 0.374 

Aroclor-1260 ND 0.934 0.374 

Aroclor-1262 ND 0.934 0.374 

Aroclor-1268 ND 0.934 0.374 

PCBs 59.3 0.934 0.374 

Page 1 of 1 
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INTEGRATED ANALYTICAL LABORATORIES 

PCB's 

Lab ID: 09000-006 GC Column: DB-5/DB1701P 
Client ID: N-46 _(2.0- Sample wt/vol: 5.56g 
Date Received: 09/05/2012 Matrix-Units: Soil-mg/Kg (ppm) 
Date Extracted: 09112/2012 Dilution Factor: I 
Date Analyzed: 09112/2012 % Moisture: 22.9 
Data file: Y 1630.D 

Compound Concentration Q RL MDL 

Aroclor-1016 ND 0.047 0.019 
Aroclor-1221 ND 0.047 0.019 
Aroclor-1232 ND 0.047 0.019 
Aroclor-1242 ND 0.047 0.019 
Aroclor-1248 2.42 0.047 0.019 
Aroclor-1254 ND 0.047 0.019 
Aroclor-1260 ND 0.047 0.019 
Aroclor-1262 ND 0.047 0.019 

Aroclor-1268 ND 0.047 0.019 

PCBs 2.42 0.047 0.019 

Page 1 of 1 
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INTEGRATED ANALYTICAL LABORATORIES 

PCB's 

Lab ID: 09000-007 GC Column: DB-5/DB1701P 
Client ID: FB-36 Sample wt/vol: lOOOml 

Date Received: 09/05/2012 Matrix-Units: Aqueous-mg/L (ppm) 

Date Extracted: 09/06/2012 Dilution Factor: 1 
Date Analyzed: 09/08/2012 %Moisture: 100 
Data file: R3642.0 

Compound Concentration Q RL MDL 

Aroclor-1016 NO 0.00005 0.00002 

Aroclor-1221 NO 0.00005 0.00002 

Aroclor-1232 NO 0.00005 0.00002 
Aroc1or-1242 NO 0.00005 0.00002 

Aroclor-1248 NO 0.00005 0.00002 

Aroclor-1254 NO 0.00005 0.00002 

Aroclor-1260 NO 0.00005 0.00002 

Aroclor-1262 ND 0.00005 0.00002 

Aroclor-1268 ND 0.00005 0.00002 

PCBs ND 0.00005 0.00002 

Page 1 of 1 
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PCB DATA 
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PCB QC SUMMARY 
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PCB SURROGATE PERCENT RECOVERY SUMMARY 

Date Analyzed: 09/08/2012 

Lab 

Client ID Sample ID 

PCB BLKA 120906-06 

TW-10/8.15 08822-006 

TW-11/8.14 08822-008 

TW-7/10.02 08831-001 

FB083112-S 08852-012 

PZ-6 08853-001 

REP083112- 08853-002 

FB083112-W 08853-003 

FB SOIL 08860-016 

FB-35 08824-017 

MW-30/16.6 08851-007 

FB-1 08851-010 

FB-36 09000-007 

PCB 08853-00lMS 

PCB 08853-00lMSD 

PCB LCSA 120906-06 

MW-28/13.1 08851-005 

Surrogate QC Limits 

TCMX = Tetrachloro-m-xylene 

DCB = Decachlorobiphenyl 

# Column to be used to flag recovery values 
* Values outside of QC limits 
D Surrogate diluted out 
M Matrix interference 

Matrix 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

AQUEOUS 

TCMX I 

o/o rec 

115 

103 

93 

79 

107 

103 

104 

107 

109 

100 

77 

98 

101 

80 

81 

103 

0 

Soil 
21-163 

30-172 

# 

D 

DCB l 

o/o rec 

75 

80 

86 

77 

69 

68 

66 

66 

67 

67 

45 

49 

54 

61 

61 

59 

0 

Aqueous 
11-163 

13-170 

# 

D 

TCMX 2 DCB 2 

% rec # o/o rec # 

99 96 

87 100 

89 105 

86 98 

97 91 

88 84 

88 82 

95 86 

97 86 

91 83 

76 58 

90 67 

89 69 

82 77 
81 80 

91 74 

0 D 0 D 
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PCB SURROGATE PERCENT RECOVERY SUMMARY 

Date Analyzed: 09/12/2012 

Lab 

Client ID Sample ID 

PCB BLKS120912-03 

Tl2-W2 09188-00 I 

Tl2-E2 09!88-002 

0-47 _(2.0- 09000-002 

N-47 _(0-2. 09000-003 

N-47 _(2.0- 09000-004 

N-46_(2.0- 09000-006 

M-45 _(0-2. 09052-001 

M-45 (2.0- 09052-002 

M-46 (0-2. 09052-003 

M-46_(2.0- 09052-004 

L-44_(2.0- 09052-006 

D-33 (0-2. 09052-007 

D-33 _(2.0- 09052-008 

D-34_(0-2. 09052-009 

D-34 (2.0- 09052-010 

E-34_(0-2. 09052-0 II 

E-34_(2.0- 09052-012 

PCB 09052-0 l2MS 

PCB 09052-0l2MSD 

PCB LCSSI20912-03 

0-47 _(0-2. 09000-001 

N-46 (0-2. 09000-005 

L-44_(0-2. 09052-005 

Surrogate QC Limits 

TCMX = Tetrachloro-m-xylene 

DCB = Decachlorobiphenyl 

# Column to be used to flag recovery values 
* Values outside ofQC limits 
D Surrogate diluted out 
M Matrix interference 

Matrix 

SOIL 

SOLID 

SOLID 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOIL 

SOlL 

TCMX 1 
0/o rec 

117 

113 

98 

104 

109 

104 

117 

137 

121 

96 

64 

91 

102 

72 

85 

116 

134 

121 

122 

123 

116 

111 

106 

85 

Soil 

21-163 

30-172 

# 

DCB 1 
0/o rec 

122 

120 

109 

121 

137 

10 I 

116 

139 

Ill 

95 

114 

97 

98 

93 

93 

93 

109 

94 

98 

98 

93 

94 

107 

112 

Aqueous 
11-163 

13-170 

# 

TCMX 2 DCB 2 
0/o rec # 0/o rec # 

126 122 

127 106 

121 Ill 
140 140 

156 141 

129 118 

134 144 

163 132 

136 117 

132 120 

114 101 

123 168 

131 120 

112 123 

124 136 

136 146 

160 117 

138 96 

137 96 

137 108 

128 94 

127 85 
132 104 

127 118 

El2-09000 0020 



AQUEOUS PCB BLANK SPIKE RECOVERY 

Matrix spike Lab sample ID: LCSA120906-06 

SPIKE SAMPLE MS 

Compound ADDED CONC. CON C. 

(ug/L) (ug/L) (ug/L) 

Aroclor-1016 500.0 0.0 525.6 

Aroclor-1260 500.0 0.0 470.0 

# Column to be used to flag recovery and RPD values with an asterisk 

* Values outside ofQC limits 

NC Non calculable 

Spike Recovery: _0_ out of _2_ outside limits 

MS QC 

% LIMITS 

REC # REC. 

105 40 - 140 

94 40 - 140 

El2-09000 002l 



SOIL PCB BLANK SPIKE RECOVERY 

Matrix spike Lab sample 10: LCSS 120912-03 

SPIKE SAMPLE 
Compound ADDED CON C. 

(ug/Kg) (ug/Kg) 

Aroclor-1016 500.0 00 

Aroclor-1260 500.0 0.0 

# Column to be used to flag recovery and RPD values with an asterisk 

* Values outside of QC limits 

NC Non calculable 

Spike Recovery: _ 0_ out of 2 outside iimits 

MS 

CON C. 
(ug/Kg) 

561.5 

558.8 

MS QC 

% LIMITS 

REC # REC. 

112 40 - 140 

112 40 - 140 

El2-09000 0022 



AQUEOUS PCB MATRIX SPIKE/SPIKE DUPLICATE RECOVERY 

Matrix spike Lab sample ID: 08853-001 

SPIKE SAMPLE MS 
Compound ADDED CON C. CON C. 

(ug/L) (ug/L) (ug/L) 

Aroclor-1016 500.0 0.0 530.1 

Aroclor-1260 500.0 0.0 453.0 

SAMPLE MSD MSD 
Compound CONC. CON C. % 

(ug/L) (ug/L) # REG 
Aroclor-1016 0.0 498.4 100 
Aroclor-1260 00 503.1 101 

# Column to be used to flag recovery and RPD values with an asterisk 

* Values outside of QC limits 
NC Non calculable 

RPD: 0 out of 2 outside limits ---

Spike Recovery: _0_ out of_ 4_ outside limits 

MS QC 

% LIMITS 

REC # REC. 

106 40 - 140 

91 40 - 140 

% QC LIMITS 

RPD # RPD REG. 
6 50 40 - 140 
10 50 40 - 140 

El2-09000 0023 



SOIL PCB MATRIX SPIKE/SPIKE DUPLICATE RECOVERY 

Matrix spike Lab sample ID: 09052-012 

SPIKE SAMPLE 

Compound ADDED CON C. 

(ug!Kg) (ug!Kg) 

Aroclor-1016 500.0 0.0 

Aroclor-1260 500.0 0.0 

SAMPLE MSD 

Compound CON C. CON C. 

(ug/Kg) (ug!Kg) # 

Aroclor-1016 0.0 645.7 
Aroclor-1260 00 591.4 

# Column to be used to flag recovery and RPD values with an asterisk 

* Values outside of QC limits 

NC Non calculable 

RPD: 0 out of 2 outside limits 

Spike Recovery: _ 0_ out of_ 4_ outside limits 

MS MS QC 
CON C. % LIMITS 

(ug!Kg) REC # REC. 

617.9 124 40 - 140 

550.2 110 40 - 140 

MSD 

% % QC LIMITS 

REC RPD # RPD REC. 

129 4 50 40 - 140 
118 7 50 40 - 140 

El2-09000 0024 



PCB METHOD BLANK SUMMARY 

Lab File ID: R3629.D Instrument ID: 

Date Extracted: 09/06/2012 Matrix: AQUEOUS 

Date Analyzed: 09/08/2012 Time Analyzed: 02:43 

THIS METHOD BLANK APPLIES TO TI-lE FOLLOWING SAMPLES, LCS or LCSD, MS or MSD: 

Date Time 
Client ID Lab Sample ID Analyzed Analyzed 

TW-10/8.15 08822-006 09/08/2012 03:01 

TW-1118.14 08822-008 09/08/2012 03:18 

TW-7/10.02 08831-001 09/08/2012 03:35 

FB083112-S 08852-012 09/08/2012 03:53 

PZ-6 08853-001 09/08/2012 04:10 

REP083112- 08853-002 09/08/2012 04:28 

FB083112-W 08853-003 09/08/2012 04:45 

FB SOIL 08860-016 09/08/2012 05:02 

FB-35 08824-017 09/08/2012 05:20 

MW-30/16.6 08851-007 09/08/2012 05:54 

FB-1 08851-010 09/08/2012 06:12 

FB-36 09000-007 09/08/2012 06:29 

PCB 08853-001 MS 09/08/2012 06:47 

PCB 08853-001 MSD 09/08/2012 07:04 

PCB LCSA 120906-06 09/08/2012 07:39 

MW-28/13.1 08851-005 09110/2012 10:54 
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PCB METHOD BLANK SUMMARY 

Lab File ID: Y1622.D Instrument ID: GC-Y 

Date Extracted: 09/12/2012 Matrix: SOIL 

Date Analyzed: 09/12/2012 Time Analyzed: 18:3 7 

THIS METHOD BLANK APPLIES TO TilE FOLLOWING SAMPLES. LCS or LCSD, MS or MSD: 

Date Time 
Client ID Lab Sample ID Analyzed Analyzed 

T12-W2 09188-001 09/12/2012 18:54 

TI2-E2 09188-002 09/12/2012 19:11 

0-47 _(2.0- 09000-002 09/12/2012 19:46 

N-47 _(0-2. 09000-003 09/12/2012 20:03 

N-47_(2.0- 09000-004 09/12/2012 20:20 

N-46_(2.0- 09000-006 09/12/2012 20:55 

M-45_(0-2. 09052-001 09112/2012 21:12 

M-45_(2.0- 09052-002 09/12/2012 21:29 

M-46_(0-2. 09052-003 09/12/2012 21:46 

M-46_(2.0- 09052-004 09/12/2012 22:03 

L-44_(2.0- 09052-006 09112/2012 22:38 

D-33_(0-2. 09052-007 09/12/2012 22:55 

D-33_(2.0- 09052-008 09112/2012 23:12 

D-34_(0-2. 09052-009 09/12/2012 23:29 

D-34_(2.0- 09052-010 09/12/2012 23:46 

E-34_(0-2. 09052-011 09/13/2012 00:04 

E-34_(2.0- 09052-012 09/13/2012 00:21 

PCB 09052-012MS 09/13/2012 00:38 

PCB 09052-012MSD 09/13/2012 00:55 

PCB LCSS 120912-03 09113/2012 01:12 

0-47 _(0-2. 09000-001 09/13/2012 16:56 

N-46_(0-2. 09000-005 09113/2012 17:13 

L-44_(0-2. 09052-005 09/13/2012 17:30 

El2-09000 0026 



AROCLOR lNlTIAL CALIBRATION SUMMARY 

Date Analyzed: 08/27/2012 Instrument ID: 

GC Column (Is!): DB-5 

Data File: Yll44.D Yll43.D Yll42.D Yll4l.D Yll40.D 

RT OF STANDARDS MEAN RTWI NDOW 

Compound 10 50 500 lOOO 2000 RT FROM TO 

Aroclor-1016 3.28 3.28 3.28 3.28 J.L'8 3.L'8 J.L'1 3.35 
Aroclor-1016 {2} 4.11 4.11 4.11 4.11 4.11 4.11 404 4.18 
Aroclor-1016 {3} 4.66 4.66 4.66 4.66 4.66 4.66 4.59 4.73 
Aroclor-1016 {4} 5.16 5.17 5.16 5.16 5.16 5.16 5 09 5.23 
Aroclor-1016 (5} 5.56 5.56 5.56 5.56 5.56 5.56 5.49 5.63 
Aroclor-1221 2.17 2.10 2.24 
Aroclor-1221 {2) 3.07 3.00 3.14 
Aroclor-1221 (3} 3.20 3.13 3.27 
Aroclor-1221 (4} 3.27 3.20 3.34 
Aroclor-1221 {5} 3.87 3.80 3.94 

Aroclor-1232 3.28 3.21 3.35 
Aroclor-1232 {2} 4.11 4.04 4.18 
Aroclor-1232 {3} 4.77 4.70 4.84 
Aroclor-1232 {4} 5.36 5.29 5.43 
Aroclor-1232 {5} 5.56 5.49 5.63 
Aroclor-1242 4.11 4.04 4.18 
Aroclor-1242 {2} 5.04 4.97 5.11 
Aroclor-1242 {3} 5.36 5.29 5.43 
Aroclor-1242 {4} 6.06 5.99 613 
Aroclor-1242 {5} 6.33 6.26 6.40 
Aroclor-1248 4.51 4.43 4.59 
Aroclor-1248 (2} 5.04 4.8b 5.1;! 

Aroclor-1248 {3} 5.36 5.28 5.44 
Aroclor-1248 (4} 6.06 5.98 6.14 
Aroclor-1248 {5} 6.33 6.25 6.41 
Aroclor-1254 6.45 6.37 6.53 
Aroclor-1254 {2} 6.89 6.81 6.97 
Aroclor-1254 {3} 7.05 6.96 7.14 
Aroclor-1254 {4} 7.50 7.41 7.59 
Aroclor-1254 (5} 8.33 8.24 8.42 
Aroclor-1260 8.33 8.33 8.33 8.33 8.33 8.33 7.43 9.23 
Aroclor-1260 {2} 9.00 9.00 9.00 9.00 9.00 9.00 8.10 9.90 
Aroclor-1260 {3} 9.48 9.48 9.48 9.48 9.48 9.48 8.58 10.38 
Aroclor-1260 {4} 9.96 9.96 9.96 9.96 9.96 9.96 9.06 10.86 
Aroclor-1260 {5} 11.02 11.02 11.02 11.0;! 11.02 11.02 10.12 11.92 
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AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 08/27/2012 Instrument ID: 

GC Column (1st): DB-5 

Data File: Y1144.D Y1143.D Y1142.D YI141.D Y1140.D 

CALIBRATION FACTORS 
Compound 10 so 500 1000 2000 MEAN %RSD 

Aroclor-1016 1598460 1636594 1724<>45 1671316 1663544 1658832 2.79 
Aroclor-1016 {2} 2781625 2134550 2314976 2252118 2262395 2349133 10.67 

Aroclor-1016 {3} 3534636 2972656 3163325 3101174 3109270 3176212 6.68 
Aroclor-1016 (4} 1745680 1404075 1488362 1424772 1435859 1499750 9.40 

A,roclorc1016 {5} 2686885 2328391 2456665 2403548 2415470 2458192 5.53 

Aroclor-1221 618501 
Aroclor-1221 (2} 1128582 
Aroclor-1221 {3} 681947 
Aroclor-1221 {4} 2551643 
Aroclor-1221 (5} 480523 

Aroclor-1232 1831153 
Aroclor-1232 (2} 986000 
Aroclor-1232 (3) 893737 

···- ----"-'-

Aroclor-1232 (4) 878058 
Aroclor-1232 (5) 1225450 
Aroclor-1242 1751102 
Aroclor-1242 (2) 1062851 
Aroclor-1242 {3} 1435125 
Aroclor-1242 (4) 2436831 
Aroclor-1242 {5) 2159921 
Aroclor-1248 3661689 
Aroclor-1248 {2} 2005052 
Aroclor-1248 {3} 2495393 
Aroclor-1248 {4} 4524397 
Aroclor-1248 {5} 3137355 
Aroclor-1254 4462170 
Aroclor-1254 {2} 2744880 
Aroclor-1254 (3) 5263695 
Aroclor-1254 {4} 5156827 
Aroclor-1254 {5} 4250307 
Aroclor-1260 5796468 6099813 6151135 5893257 5903979 5968930 2.51 

Aroclor-1260 {2} 1708455 2452925 2499350 2373323 2466938 2300198 14.52 

Aroclor-1260 {3} 6413601 6154515 6638804 6045721 6299865 6310501 3.66 

Aroclor-1260 {4} 2955584 3454374 3144178 2956833 3017131 3105620 6.75 
Aroclor-1260 (5} 127~!:><'U 17£7719 1£o9645 1L5250U 1245729 1355U2£ 15.41 

Average %RSD I 7.79 I 
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AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 08127/2012 Instrument ID: 

GC Column (2nd): RTX-CLP2 

Data File: Yll44.C YII43.C Yll42.C Yll4l.C Yll40.C 

RT OF STANDARDS MEAN RTWI NDOW 
Compound 10 50 500 1000 2000 RT FROM TO 
Aroclor 1016 3.78 3.78 3.78 3.78 3.78 3.78 3.71 3.85 
Aroclor-1016 {2) 4.37 4.37 4.37 4.37 4.37 4.37 4.30 4.44 
Aroclor-1016 {3) 5.13 5.13 5.13 5.13 5.13 5.13 5.06 5.20 
Aroclor-1016 {4} 5.34 5.33 5.33 5.33 5.33 5.33 5.26 5.40 
Aroclor-1016 {5) 5.51 5.51 5.51 5.51 5.51 5.51 5.44 5.58 
Aroclor-1221 2.46 2.39 2.53 
Aroclor-1221 {2} 3.46 3.39 3.53 
Aroclor-1221 {3) 3.69 3.62 3.76 
Aroclor-1221 {4} 3.78 3.71 3.85 
Aroclor-1221 {5} 5.14 5.07 5.21 

Aroclor-1232 3.78 3.71 3.85 
Aroclor-1232 {2) 4.76 4.69 4.83 
Aroclor-1232 {3} 5.33 5.26 5.40 

---·-
Aroclor-1232 {4} 5.51 5.44 5.58 
Aroclor-1232 {5} 6.11 6.04 6.18 
Aroclor-1242 4.76 4.69 4.83 
Aroclor-1242 {2} 5.51 5.44 5.58 
Aroclor-1242 {3} 6.11 6 04 6.18 
Aroclor-1242 {4} 6.26 6.19 6.33 
Aroclor-1242 {5} 6.81 6.74 6.88 
Aroclor-1248 5.12 504 5.20 
Aroclor-1248 {2} 0. fl o.oJ 5.79 
Aroclor-1248 {3} 6.10 602 6.18 
Aroclor-1248 {4} 6.26 6.18 6.34 
Aroclor-1248 {5} 6.61 6.53 6.69 
Aroclor-1254 7.10 7.02 7.18 
Aroclor-1254 {2} 7.69 7.61 7.77 
Aroclor-1254 {3) 8.31 8.22 8.40 
Aroclor-1254 {4} 8.53 8.44 8.62 
Aroclor-1254 {5) 9.12 9.03 9.21 
Aroclor-1260 7.87 7.87 7.87 7.87 7.87 7.87 6.97 8.77 
Aroclor-1260 {2) 8.12 8.12 8.12 8.12 8.12 8.12 7.22 9.02 
Aroclor-1260 {3} 9.71 9.71 9.71 9.71 9.71 9.71 8.81 10.61 
Aroclor-1260 {4} 10.22 10.22 10.22 10.22 10.22 10.22 9.32 11 '12 
Aroclor-1260 {5} 10.81 10.81 10.81 10.tl1 10.81 10.81 9.91 11 .71 
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Date Analyzed: 

Data File: 

Compound 
Aroclor-1016 
Aroclor-1016 {2} 
Aroclor-1016 {3} 
Aroclor-1016 {4} 
Aroclor-1016 (5} 
Aroclor-1221 
Aroclor-1221 {2} 
Aroclor-1221 {3} 
Aroclor-1221 {4} 
Aroclor-1221 {5} 

Aroclor-1232 
Aroclor-1232 {2} 
Aroclor-1232 {3} 
Aroclor-1232 {4} 
Aroclor-1232 {5} 
Aroclor-1242 
Aroclor-1242 {2} 
Aroclor-1242 {3} 
Aroclor-1242 {4} 
Aroclor-1242 {5} 
Aroclor-1248 
Aroclor-1248 {2} 
Aroclor-1248 {3} 
Aroclor-1248 {4} 
Aroclor-1248 {5} 
Aroclor-1254 
Aroclor-1254 {2} 
Aroclor-1254 {3} 
Aroclor-1254 {4} 
Aroclor-1254 {5} 
Aroclor-1260 
Aroclor-1260 {2} 
Aroclor-1260 {3} 
Aroclor-1260 {4} 
Aroclor-1260 {5} 

AROCLOR INITIAL CALIBRATION SUMMARY 

08/27/2012 Instrument ID: 

GC Column (2nd): 

YII44.C YII43.C Yli42.C Yl141.C Y1140.C 

CALIBRATION FACTORS 
10 50 500 1000 2000 

544205 537751 467417 423723 393625 
1093471 Ill 0193 916876 830553 767921 
2308378 2291411 2078344 1914126 1796124 
1031954 1012793 877889 802293 743630 
737942 773096 683417 630056 586931 

195158 
269665 
181811 
680802 
122217 
512907 
191309 
402349 
311541 
423699 
325956 
544751 
690740 
568560 
1093176 
1039238 
1533070 
1085332 
984251 
535963 

1281510 
967077 
907574 
532559 
1253260 

800177 823523 713513 660407 610102 
1096884 1196645 1052171 970931 896292 
809692 933378 919943 871345 785795 
1607884 2034074 2137207 1985358 1853381 
107l:lUtRS 1421520 1600261 1456756 1343554 

GC-Y 

RTX-CLP2 

MEAN 

473344 
943803 

2077677 
893712 
682289 

721544 
1042585 
864031 
1923581 
1380032 

%RSD 
14.18 
16.29 
10.89 
14.20 
11.15 

12.55 
11.07 
7.56 
10.60 
13.97 

Average %RSD I 12.25 I 
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PCB INITIAL CALIBRATION SUMMARY 

Date Analyzed: 08/30/2012 Instrument ID: 

GC Column (1st): DB-5 

Data File: R3532.D R353l.D R3530.D R3529.D R3528.D 

RT OF STANDARDS MEAN RTWI NDOW 
Compound 10 50 500 1000 2000 RT FROM TO 
Aroclor-10 16 3.>Jtl 3.>Jtl 3.>Jtl 3.8( 3.8( 3.8tl 3.81 4.05 
Aroclor-1016 {2} 4.87 4.87 4.87 4.87 4.87 4.87 4.80 4.94 
Aroclor-1016 {3} 5.46 5.46 5.46 5.46 5.45 5.46 5.39 5.53 
Aroclor-1016 {4} 5.99 5.99 5.99 5.99 5.99 5.99 5.92 6.06 
Aroelor-HH6 {S} 6.40 6.40 6.40 6.40 6.40 6.40 6.33 6.47 
Aroclor-1221 2.75 2.68 2.82 
Aroclor-1221 {2} 3.76 3.69 3.83 
Aroclor-1221 {3} 3.90 3.83 3.97 
Aroclor-1221 {4} 3.98 3.91 4.05 
Aroclor-1221 {5} 4.62 4.55 4.69 

Aroclor-1232 3.98 3.91 405 
Aroclor-1232 {2} 4.87 4.80 4.94 
Aroclor-1232 {3} 5.58 5.51 5.65 
Aroclor-1232 {4} 6.20 6.13 6.27 
Aroclor-1232 {5} 6.40 6.33 6.47 
Aroclor-1242 4.87 4.80 4.94 
Aroclor-1242 {2} 5.86 5.79 5.93 
Aroclor-1242 {3} 6.20 6.13 6.27 
Aroclor-1242 {4} 6.92 6.85 6.99 
Aroclor-1242 {5} 7.20 7.13 7.27 
Aroclor-1248 5.30 5.22 5.38 
Aroclor-1248 {2} 5. tlti ::>.ttl ::>.>!4 
Aroclor-1248 {3} 6.20 6.12 6.28 
Aroclor-1248 {4} 6.92 6.84 7.00 
Aroclor-1248 {5} 7.20 7.12 7.28 
Aroclor-1254 7.32 7.24 7.40 
Aroclor-1254 {2} 7.77 7.69 7.85 
Aroclor-1254 {3} 7.94 7.85 8.03 
Aroclor-1254 {4} 8.40 8.31 8.49 
Aroclor-1254 {5} 9.25 9.16 9.34 
Aroclor-1260 9.25 9.25 9.25 9.25 9.25 9.25 8.35 10.15 
Aroclor-1260 {2} 9.94 9.94 9.94 9.94 9.94 9.94 904 10.84 
Aroclor-1260 {3} 10.42 10.42 10.42 10.42 10.42 10.42 9.52 11.32 
Aroclor-1260 {4} 10.91 10.91 10.91 10.91 10.91 10.91 10.01 11.81 
Aroclor-1260 {5} 11.>Jtl 11.88 11. >Jtl 11.>Jtl 11.>Jtl 11 .!:!tl 11.0tl 12.88 
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PCB INITIAL CALIBRATION SUMMARY 

Date Analyzed: 08/30/2012 Instrument ID: 

GC Column (1st): DB-5 

Data File: R3532.D R3531.D R3530.D R3529.D R3528.D 

CALIBRATION FACTORS 

Compound 10 50 500 1000 2000 MEAN %RSD 

Aroclor 1016 3169_538 _3083875_ ~34822 3042396 29o6tB3 II .53 

Aroclor-1 016 {2} 2565919 3798384 3494857 3508527 2536989 3180935 18.47 

Aroclor-1016 {3} 5508191 5457746 5524489 5202280 3493148 5037171 17.33 

Aroclor-1016 {4} 2618949 2463106 2519686 2392167 1662486 2331279 16.43 

Aroelor-1016 {5} 4394403 4213688 4419956 4128326 2937824 4018839 15.14 

Aroclor-1221 1232163 
Aroclor-1221 {2} 1908472 
Aroclor-1221 {3} 1354132 
Aroclor-1221 {4} 4702923 
Aroclor-1221 {5} 952986 

Aroclor-1232 3932178 
Aroclor-1232 {2} 1748747 
Aroclor-1232 {3} 2155905 
Aroclor-1232 {4} 1626277 
Aroclor-1232 {5} 2865168 
Aroclor-1242 2868722 
Aroclor-1242 {2} 2286283 
Aroclor-1242 {3} 2486701 
Aroclor-1242 {4} 4890095 
Aroclor-1242 {5} 4496999 
Aroclor-1248 7641038 
Aroclor-1248 {2} 4184{{4 
Aroclor-1248 {3} 4219724 
Aroclor-1248 {4} 8629691 
Aroclor-1248 {5} 7035566 
Aroclor-1254 9588556 
Aroclor-1254 {2} 6076633 
Aroclor-1254 {3} 11103311 
Aroclor-1254 {4} 12668349 
Aroclor-1254 {5} 11126269 
Aroclor-1260 12051366 11275672 13894083 13139743 8799413 11832055 16.65 

Aroclor-1260 {2} 7701182 6251654 6993368 6785500 4857488 6517838 16.32 

Aroclor-1260 {3} 17863196 19145627 21853201 20953624 15213758 19005881 13.82 

Aroclor-1260 {4} 10892769 8765561 10292180 9586901 6990567 9305595 16.32 

Aroclor-1260 {5} 4532582 4233974 4840759 5934253 3926044 4693522 16.46 

Average %RSD I 15.87 I 
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PCB INITIAL CALIBRATION SUMMARY 

Date Analyzed: 08/30/2012 Instrument ID: 

GC Column (2nd): RTX-CLP2 

Data File: R3532.C R353l.C R3530.C R3529.C R3528.C 

RT OF STANDARDS MEAN RTWI NDOW 

Compound 10 50 500 1000 2000 RT FROM TO 

Aroclor-1016 4.29 4.29_ 4.29 429_ 4.29 4.Z~ 4.zz 4.36 

Aroclor-1016 {2} 4.91 4.91 4.91 4.91 4.91 4.91 4.84 4.98 

Aroclor-1016 {3} 5.68 5.68 5.68 5.68 5.68 5.68 5.61 5.75 

Aroclor-1016 {4} 5.90 5.90 5.90 5.90 5.90 5.90 5.83 5.97 

Aroelor-1016 {5} 6.08 6.08 6.08 6.08 6.08 6.08 6.01_ 6.15 

Aroclor-1221 2.91 2.84 2.98 

Aroclor-1221 {2} 3.97 3.90 4.04 

Aroclor-1221 {3} 4.21 4.14 4.28 

Aroclor-1221 {4} 4.31 4.24 4.38 

Aroclor-1221 {5} 5.70 5.63 5.77 

Aroclor-1232 4.29 4.22 4.36 

Aroclor-1232 {2} 5.31 5.24 5.38 

Aroclor-1232 {3} 5.90 5.83 5.97 

Aroclor-1232 {4} 6.08 6 01 6.15 

Aroclor-1232 {5} 6.69 6.62 6.76 

Aroclor-1242 5.31 5.24 5.38 

Aroclor-1242 {2} 6.08 6.01 6.15 

Aroclor-1242 {3} 6.69 6.62 6.76 

Aroclor-1242 {4} 6.84 6.77 6.91 

Aroclor-1242 {5} 7.40 7.33 7.47 

Aroclor-1248 5.68 5.60 5.76 
Aroclor-1248 {2} ti.:<tl 6.:<0 6.36 

Aroclor-1248 {3} 6.68 6.60 6.76 

Aroclor-1248 {4} 6.84 6.76 6.92 

Aroclor-1248 {5} 7.20 7.12 7.28 

Aroclor-1254 7.70 7.62 7.78 

Aroclor-1254 {2} 8.29 8.21 8.37 

Aroclor-1254 {3} 8.74 8.65 8.83 

Aroclor-1254 {4} 8.92 8.83 9 01 

Aroclo r-1254 { 5} 9.74 9.65 9.83 

Aroclor-1260 8.73 8.73 8.73 8.73 8.73 8.73 7.83 9.63 

Aroclor-1260 {2} 9.14 9.14 9.14 9.14 9.14 9.14 8.24 10.04 

Aroclor-1260 {3} 10.35 10.34 10.35 10.35 10.34 10.35 9.45 11.25 

Aroclor-1260 {4} 10.85 10.85 10.85 10.86 10.85 10.85 9.95 11.75 
Aroclor-1260 {5} 11.45 11.45 11.45 11.45 11.45 11.45 10.55 12}5 
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Date Analyzed: 

Data File: 

Compound 
Aroclor-1016 
Aroclor-1016 {2} 
Aroclor-1016 {3} 
Aroclor-1016 {4} 
Aroclor-1016 {5} 
Aroclor-1221 
Aroclor-1221 {2} 
Aroclor-1221 {3) 
Aroclor-1221 {4) 
Aroclor-1221 {5} 

Aroclor-1232 
Aroclor-1232 {2} 
Aroclor-1232 {3) 
Aroclor-1232 {4} 
Aroclor-1232 {5} 
Aroclor-1242 
Aroclor-1242 {2} 
Aroclor-1242 {3} 
Aroclor-1242 {4} 
Aroclor-1242 {5} 
Aroclor-1248 
Aroclor-1248 {2} 
Aroclor-1248 {3} 
Aroclor-1248 {4} 
Aroclor-1248 {5} 
Aroclor-1254 
Aroclor-1254 {2} 
Aroclor-1254 {3} 
Aroclor-1254 {4} 
Aroclor-1254 {5) 
Aroclor-1260 
Aroclor-1260 {2} 
Aroclor-1260 {3} 
Aroclor-1260 {4) 
Aroclor-1260 {5) 

PCB INITIAL CALIBRATION SUMMARY 

08/30/2012 Instrument ID: 
GC Column (2nd): 

R3532.C R3531.C R3530.C R3529.C R3528.C 

CALIBRATION FACTORS 
10 so 500 1000 2000 

.}UIUUL\l 2866185 2753833 2688240 2204454 
6129633 5424300 5240792 5105878 4196458 
12514026 12895205 11415390 11372077 9449342 
4788775 5301096 4720839 4648775 3826881 
4428978 4278236 3756547 3679022 3031178 

1210935 
1621121 
1105604 
3810283 
1212612 
3148750 
1185209 
2398666 
1919062 
2741161 
1901918 
3147585 
4290597 
3497153 
3216011 
6010026 
8424643 
6415583 
5399279 
3107389 
5622779 
6064743 
3827488 
5776327 
7740745 

6041158 5826997 5323711 4958305 4048576 
6585520 6706582 5959749 5549221 4654287 
4772390 4497162 4276582 4355255 3181870 
10226935 9075451 8952645 9505120 6549756 
\JU~f~.}U 6427592 6455914 5763986 4783136 

GC-R 

RTX-CLP2 

MEAN 

2716548 
5219412 
11529208 
4657273 
3834792 

5239749 
5891072 
4216652 
8861982 

12 

%RSD 
1!.81 
13.31 
11.64 
11.39 

. 14.44 

15.06 
14.20 
14.43 
15.63 
11.65 

Average %RSD I 13.36 I 

El2-09000 0034 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 08/27/2012 Instrument ID: 

GC Column (1st): DB-5 

Data File: YII44.D Y1143.D Y1142.D Y114l.D YII40.D 

RT OF STANDARDS MEAN RTWI NDOW 
Compound 10 50 500 1000 2000 RT FROM TO 

Aroclor-1262 8.62 7.72 7.72 
A roclor-1262 (2} 9.48 8.58 8.58 
Aroclor-1262 {3} 1 0. 11 9.21 9.21 
Aroclor-1262 (4} 10.20 9.20 9.20 
Aroclor-1262 {5) 11.02 10 02 10.02 
Aroclor-1268 10.11 9.11 9.11 
Aroclor-1268 (2} 10.19 9.09 9.09 
Aroclor-1268 (3} 10.66 9.56 9.56 
Aroclor-1268 {4} 10.79 9.69 9.69 
Aroclor-1268 {5} 11.62 10.52 10.52 

GC Column (2nd): DB~1701P 

Data File: Y1144.C Y1143.C Y1142.C Y1141.C Y1140.C 

RT OF STANDARDS MEAN RTWI NDOW 

Compound 10 50 500 1000 2000 RT FROM TO 

Aroclor-1262 9.71 8.81 8.81 
Aroclor-1262 {2} 10.22 9.32 9.32 

Aroclor-1262 (3} 10.71 9.81 9.81 
Aroclor-1262 {4} 10.80 9.80 9.80 
Aroclor-1262 {5} I 1.40 10.40 10.40 

Aroclor-1268 10.71 9.71 9.71 

Aroclor-1268 {2} 10.79 9.69 9.69 

Aroclor-1268 {3} 11.04 9.94 9.94 

Aroclor-1268 {4} 11.19 10.09 10.09 
Aroclor-1268 {5} 12.27 11.17 11.17 

El2-09000 0035 



AROCLOR INITIAL CALIBRATION SUMMARY 

Oa te Analyzed: 08/27/2012 Instrument lD: 

GC Column (1st): DB-5 

Data File: YII44.D YII43.D Yli42.D Yli41.D Yll40.D 

CALIBRATION FACTORS 
Compound 10 so soo 1000 2000 MEAN %RSD 

Aroclor-1262 4679194 
Aroclor-1262 {2} 8337139 
Aroclor-1262 {3) 2718445 
Aroclor-1262 {4) 3453906 
!Aroclor-1262 {5} 2640319 
Aroclor-1268 8560197 
Aroclor-1268 {2) 9694084 
Aroclor-1268 {3) 7141308 
Aroclor-1268 {4) 2248426 
Aroclor-1268 {5) 20712676 

GC Co!umn (2nd): DB-170!P 

Data File: Y1144.C Yll43.C Yll42.C Y114t.C Yll40.C 

CALIBRATION FACTORS 

Compound 10 so soo 1000 2000 MEAN %RSD 

Aroclor-1262 1192131 

Aroclor-1262 {2} 2701939 

Aroclor-1262 {3} 927683 

Aroclor-1262 {4} 1978216 

Aroclor-1262 {5} 628891 

Aroclor-1268 2806355 

Aroclor-1268 {2} 3027623 

Aroclor-1268 {3} 2417922 

Aroclor-1268 {4} 633526 

Aroclor-1268 {5) 7719444 

El2-09000 0036 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateffime Analyzed: 09/12/2012 Instrument ID: 

Data File: Yt621.D GC Column (1st): 

RTWI NDOW 

Compound RT FROM TO Avg CF CCCF %D 
Aroclor 1016 3.28 3.21 3.35 1658832 1428J!:IL 13.83 
Aroclor-1016 (2} 4.11 4 04 4.18 2349133 2096117 10.77 
Aroclor-1016 (3) 4.66 4.59 4.73 3176212 2658075 16.31 
Aroclor-1016 {4) 5.17 5 09 5.23 1499750 1331097 11.25 
Aroclor-1 016 {5) 5.56 5.49 5.63 2458192 2121808 13.68 
Aroclor-1260 8.34 7.43 9.23 5968930 B059239 LSI 
Aroclor-1260 {2) 9 01 8.10 9.90 2300198 2336973 1.60 
Aroclor-1260 {3) 9.48 8.58 10.38 6310501 6853528 8.61 
Aroclor-1260 {4} 9.97 9 06 10.86 3105620 3291480 5.98 
Aroclor-1260 {5} 11.02 10.1£ 11.9£ 1355022 1317753 2.75 

Average %0 I s.o3 I 
Data File: Y1621.C GC Column (2nd): DB-1701P 

RTWI NDOW 

I Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 3.78 3.71 3.85 473344 44762J 5.43 
Aroclor-1016 {2} 4.37 4.30 4.44 943803 876755 7.10 
Aroclor-1016 {3} 5.13 506 5.20 2077677 2010204 3.25 
Aroclor-1016 {4} 5.34 5.26 5.40 893712 835567 6.51 
Aroclor-1016 {51 5.51 5.44 5.58 682289 670365 1.75 
Aroclor-1260 7.8r t5 !:If 'dff 7£1544 750370 4.00 
Aroclor-1260 {2} 8.12 7.22 9.02 1042585 1120776 7.50 
Aroclor-1260 (3} 9.71 8.81 10.61 864031 995404 15.20 
Aroclor-1260 (4} 10.22 9.32 11 '12 1923581 2236940 16.29 
Aroclor-1260 {5} 10.81 9.91 11.71 1 16£7841 17.96 

Average %0 I 8.50 I 

El2-09000 0037 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateriime Analyzed: 09/13/2012 Instrument ID: 

Data file: YI646.D GC Column (1st): 

RTWI NDOW 

Compound RT FROM TO AvgCF CCCF %D 

Aroclor-1016 3.21J 3.21 3.35 1658832 U80535 16.78 
Aroclor-1016 {2} 4.11 404 4.18 2349133 2138510 8.97 

Aroclor-1016 {3} 4.67 4.59 4.73 3176212 2566546 19.19 

Aroclor-1016 {4} 5.17 5.09 5.23 1499750 1301732 13.20 

Aroclor-1016 (5} 5.57 5.49 5.63 2458192 2047698 16.70 

Aroclor-1260 8.34 7.43 9.23 5968930 5439749 8.8/ 

Aroclor-1260 {2} 9 01 8.10 9.90 2300198 2043912 11.14 

Aroclor-1260 {3} 9.49 8.58 10.38 6310501 5872201 6.95 

Aroclor-1260 {4} 9.97 9 06 10.86 3105620 2859033 7.94 
Aroclor-1260 {5} 11.02 10.12 11.92 13550L2 1377680 1.67 

Average %D I I !.!4 I 

Data file: Y1646.C GC Column (2nd): DB-1701P 

RTWJ NDOW 
Compound RT FROM TO AvgCF CCCF %D 

Aroclor-1016 3.78 3.71 3.tl5 473344 44>JZ10 5.10 

Aroclor-1016 {2} 4.38 4.30 4.44 943803 874984 7.29 

Aroclor-1016 {3} 5.13 5.06 5.20 2077677 2005209 3.49 

Aroclor-1016 {4} 5.34 5.26 5.40 893712 821721 8.06 

Aroclor-1016 {5} 5.51 5.44 5.58 682289 659981 3.27 

Aroclor-1260 7.87 ti.>J ( 8.77 7L1544 7Z6601 0.70 

Aroclor-1260 {2} 8.12 7.22 9 02 1042585 1073156 2.93 

Aroclor-1260 {3} 9.71 8.81 10.61 864031 979425 13.36 

Aroclor-1260 {4} 10.22 9.32 11.12 1923581 2202380 14.49 
Aroclor-1260 {5} 1 U.tl1 9.91 11. (1 138uu32 1J;Jb~24 1.16 

Average %D I 5.118 I 

El2-09000 0038 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateffime Analyzed: 09/13/2012 Instrument ID: 

Data File: Y1678.D GC Column (1st): 

RTWI NDOW 

Compound RT FROM TO AvgCF CCCF %D 

Aroclor-1016 3.2tl 3.21 3.35 1o58tl32 15o54t>L 5.63 

Aroclor-1016 {2} 4.11 404 4.18 2349133 2115151 9.96 

Aroclor-1016 {3} 4.66 4.59 4.73 3176212 2896759 8.80 

Aroclor-1016 {4} 5.17 5.09 5.23 1499750 1483864 1.06 

Aroclor-1016 {5} 5.56 5.49 5.63 2458192 2252006 8.39 

Aroclor-1260 8.34 7.43 9.23 5968930 5813712 2.611 

Aroclor-1260 {2} 9 01 8.10 9.90 2300198 2550675 10.89 

Aroclor-1260 {3} 9.49 8.58 10.38 6310501 6343704 0.53 

Aroclor-1260 {4} 9.97 9.06 10.86 3105620 3141166 1' 14 
Aroclor-1260 {5} 11 .UL 10.12 11.9Z 1355uz2 1434651 5.88 

Average %D I 5.49 I 

Data File: Yl678.C GC Column (2nd): DB-1701P 

RTWI NDOW 

Compound RT FROM TO AvgCF CCCF %D 

Aroclor-1016 3.79 3.71 3.85 473344 488673 3.24 

Aroclor-1016 {2} 4.39 4.30 4.44 943803 944837 0.11 

Aroclor-1016 {3} 5.14 5.06 5.20 2077677 2164218 4.17 

Aroclor-1016 {4} 5.35 5.26 5.40 893712 926259 3.64 

Aroclor-1016 {5) 5.52 5.44 5.58 682289 713428 4.56 

Aroclor-1260 7.88 6.97 8.77 721544 723821 0.32 

Aroclor-1260 {2} 8.13 7.22 9.02 1042585 1042210 0.04 

Aroclor-1260 {3} 9.72 8.81 10.61 864031 884029 2.31 

Aroclor-1260 {4} 10.23 9.32 11.12 1923581 1877564 2.39 

Aroclor-1260 {5} 1 O.tl1 9.91 11.71 1380U3L 131636tl 4.61 

Average %D I 2.54 I 

El2-09000 0039 



AROCLOR CALIBRATION VERIFICATION SUMMARY 

Dateffime Analyzed: 09/13/2012 Instrument ID: 

Data File: Y1683.D GC Column (1st): 

RTWI NDOW 

Compound RT FROM TO AvgCF CCCF %D 

Aroclor-1016 3.28 3.21 3.35 16581:l32 1500078 9.57 

Aroclor-1016 {2} 4.11 4.04 4.18 2349133 2023768 13.85 

Aroclor-1016 {3} 4.67 4.59 4.73 3176212 2800810 11.82 

Aroclor-1016 {4} 5.17 5.09 5.23 1499750 1359259 9.37 

Aroclor-1016 {5} 5.57 5.49 5.63 2458192 2190692 10.88 

Aroclor-1260 8.34 7.43 9.23 5968930 5587385 6.}9 

Aroclor-1260 {2} 9.01 8.10 9.90 2300198 2450116 6.52 

Aroclor-1260 {3} 9.48 8.58 10.38 6310501 6239741 1.12 

Aroclor-1260 {4} 9.97 9.06 10.86 3105620 3079735 0.83 

Aroclor-1260 {5} 11.02 10.12 _11.92 .135502~ 1365424 0.77 

Average %0 I 7.11 I 

Data File: Y1683.C GC Column (2nd): DB-1701P 

RTWI NDOW 

Compound RT FROM TO AvgCF CCCF %D 

Aroclor-1016 3.78 3.71 3.85 473344 48/976 3.09 

Aroclor-1016 {2} 4.38 4.30 4.44 943803 947933 0.44 

Aroclor-1016 {3} 5.13 5.06 5.20 2077677 2175437 4.71 

Aroclor-1016 {4} 5.34 5.26 5.40 893712 924527 3.45 

Aroclor-1016 {5} 5.51 5.44 5.58 682289 715885 4.92 

Aroclor-1260 {.87 6.97 8.77 721544 721132 0.06 

Aroclor-1260 {2} 8.12 7.22 9.02 1042585 1056211 1.31 

Aroclor-1260 {3} 9.71 8.81 10.61 864031 899110 4.06 

Aroclor-1260 {4} 10.22 9.32 11.12 1923581 1970031 2.41 

Aroclor-1260 {5} 10.1:l1 9.81 11.71 131:l0032 13!:1/653 0.55 

Average %0 I 1.50 I 

El2-09000 0040 



AROCLOR INITIAL CALIBRATION SUMMARY 

Date Analyzed: 08/30/2012 Instrument ID: 

GC Column (1st): DB-5 

Data File: R3532.D R353l.D R3530.D R3529.D R3528.D 

RT OF STANDARDS MEAN RTWI NDOW 

Compound 10 50 500 1000 2000 RT FROM TO 

Aroclor-1262 9.55 tl.bb 8.65 

Aroclor-1262 {2} 10.42 9.52 9.52 

Aroclor-1262 {3} 11.06 10.16 10.16 

Aroclor-1262 {4} 11.15 10.15 10.15 

Aroclor-1262 {5} 11.98 ... 10.98 1 0.'}8 

Aroclor-1268 11.06 10.06 10.06 

Aroclor-1268 {2} 11.15 10.05 10.05 

Aroclor-1268 {3) 11.63 10.53 10.53 

Aroclor-1268 {4) 11.76 10.66 10.66 
Aroclor-1268 {5) 12.60 ll.bU 11.50 

GC Column (2nd): DB-1701P 

Data File: R3532.C R3531.C R3530.C R3529.C R3528.C 

RT OF STANDARDS MEAN RTWI NDOW 

Compound 10 50 500 1000 2000 RT FROM TO 

Aroclor-1262 10.34 9.44 9.44 

Aroclor-1262 {2) 10.85 9.95 9.95 

Aroclor-1262 {3) 11.36 10.46 10.46 

Aroclor-1262 {4} 11.45 10.45 10.45 

Aroclor-1262 {5) 12.06 11.06 11.06 

Aroclor-1268 11.36 10.36 10.36 

Aroclor-1268 {2} 11.44 10.34 10.34 

Aroclor-1268 {3} 11.70 10.60 10.60 

Aroclor-1268 {4} 11.84 10.74 10.74 

Aroclor-1268 {5} 12.93 11.83 11.83 

El2-09000 004l 



PCB INITIAL CALIBRATION SUMMARY 

Date Analyzed: 08/30/2012 Instrument ID: 
GC Column (1st): DB-5 

Data File: R3532.D R3531.D R3530.D R3529.D R3528.D 

CALIBRATION FACTORS 
Compound 10 50 500 1000 2000 MEAN 'YoRSD 

Aroclor-1262 18885739 
Aroclor-1262 {2} 34996193 
Aroclor-1262 {3} 13090002 
Aroclor-1262 {4} 14013040 
Arodor-1262 {5} 8685908 
Aroclor-1268 38176891 
Aroclor-1268 {2} 36098723 
Aroclor-1268 {3} 28239722 
Aroclor-1268 {4} 7780749 
Aroclor-1268 {5} 69983542 

GC Column (2nd): DB-1701P 

Data File: R3532.C R3531.C R3530.C R3529.C R3528.C 

CALIBRATION FACTORS 

Compound 10 50 500 1000 2000 MEAN %RSD 

Aroclor-1262 6988647 
Aroclor-1262 {2} 15123170 
Aroclor-1262 {3} 5179924 
Aroclor-1262 {4} 10480275 
Aroclor-1262 {5} 3384243 
Aroclor-1268 14450716 
Aroclor-1268 {2} 14473253 
Aroclor-1268 {3} 11740930 
Aroclor-1268 {4} 3179201 
Aroclor-1268 {5} 35680648 

El2-09000 0042 



PCB CALIBRATION VERIFICATION SUMMARY 

Date/Time Analyzed: 09/08/2012 Instrument ID: 

Data File: R3628.D GC Column (1st): 

RTWINDOW 

Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 3.98 3.91 4.05 295()ti:S3 3290153 11.27 
Aroclor-1016 {2} 4.88 4.80 4.94 3180935 3509990 10.34 
Aroclor-1016 {3} 5.46 5.39 5.53 5037171 5940405 17.93 
Aroclor-1016 {4} 5.99 5.92 6.06 2331279 2723221 16.81 
Aroclor-1016 {5} 6.41 6.33 6.47 4018839 4696386 16.86 
Aroclor-1260 9.26 8.35 10.15 11832055 13697013 15.76 
Aroclor-1260 {2} 9.95 9.04 10.84 6517838 7316811 12.26 
Aroclor-1260 {3} 10.42 9.52 11.32 19005881 22508226 18.43 
Aroclor-1260 {4} 10.92 10.01 11.81 9305595 9806343 5.38 
Aroclor-1260 {5} 11.99 11.08 12.88 HU 8.18 

Average %D I !3.32 I 

Data File: R3628.C GC Column (2nd): DB-1701P 

RTWINDOW 
Compound RT FROM TO Avg <;F CCCF %D 
Aroclor-1016 4.JU 4.LL 4.Jt:i Lf1t:i~41:S 7.49 
Aroclor-1016 {2} 4.91 4.84 4.98 5219412 5572569 6.77 
Aroclor-1016 {3} 5.69 5.61 5.75 11529208 12499548 8.42 
Aroclor-1016 {4} 5.90 5.83 5.97 4657273 5445056 16.92 
Aroclor-1016 {5} 6.08 6 01 6.15 3834792 4268172 11.30 
Aroclor-1260 8.fj f.8J !:l.t:ij b2j!:lf4!:1 o1to1/J 17.85 
Aroclor-1260 {2} 9.14 8.24 10 04 5891072 6913429 17.35 
Aroclor-1260 {3} 10.35 9.45 11.25 4216652 4870216 15.50 
Aroclor-1260 {4} 10.86 9.95 11.75 8861982 10044499 13.34 
Aroclor-1260 {5} 11.4~ 1U.~O lZ.J~ ~!:IU5f1L 0>:10/UqL 17.97 

Average %0 I !3.29 I 

El2-09000 0043 



PCB CALIBRATION VERIFICATION SUMMARY 

Date/Time Analyzed: 09/08/2012 Instrument ID: 

Data File: R3646.D GC Column (lst): 

RTWI NDOW 

Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 3,~8 3.91 4.05 Li:IObl83 TiRORr 4 14.34 
Aroclor-1016 {2} 4.88 4.80 4.94 3180935 3656466 14.95 
Aroclor-1016 {3} 5.47 5.39 5.53 5037171 5601269 11.20 
Aroclor-1016 {4} 6.00 5.92 6.06 2331279 2525173 8.32 
Aroclor-1016 {5} 6.41 6.33 6.47 4018839 4394249 9.34 
Aroclor-1260 9.26 8.35 10.15 11832055 13919158 17.64 
Aroclor-1260 {2} 9.95 9.04 10.84 6517838 5978003 8.28 
Aroclor-1260 {3} 10.42 9.52 11.32 19005881 18691692 1.65 
Aroclor-1260 {4} 10.92 10.01 11.81 9305595 7903513 15.07 
Aroclor-1260 {5) 11.99 11.08 12.88 4 4084182 12.98 

Average %0 I ! 1.38 I 
Data File: R3646.C GC Column (2nd): DB-l701P 

RTWINDOW 
Compound RT FROM TO AvgCF CCCF %D 
Aroclor-1016 4.JO 4.a 4.J6 2/16::.48 4.31 
Aroclor-1016 {2} 4.91 4.84 4.98 5219412 5386400 3.20 
Aroclor-1016 {3} 5.69 5.61 5.75 11529208 12034875 4.39 
Aroclor-1016 {4} 5.90 5.83 5.97 4657273 5215429 11.98 
Aroclor-1016 {5} 6.08 6.01 6.15 3834792 4094918 6.78 
Aroclor-1260 tl. 14 1.8J 9.63 v~vv,49 5698742 8.76 
Aroclor-1260 {2} 9.15 8.24 10.04 5891072 6565947 11.46 
Aroclor-1260 {3} 10.35 9.45 11.25 4216652 4754432 12.75 
Aroclor-1260 {4} 10.86 9.95 11.75 8861982 9605397 8.39 
Aroclor-1260 { 5} 11.46 10.00 12.JO 0905112 64 9.81 

Average %0 I 8. !8 I 

El2-09000 0044 



PCB RETENTION TIME SHIFT SUMMARY 

Instrument ID: GC-R 

Surrogate RT from initial calibration : 

TCMX 1 3.48 

Lab 

Client ID Sample ID 

PCB BLKA120906-06 

TW-10/8.15 08822-006 

TW-1118.14 08822-008 

TW-7/10.02 08831-001 

FB083112-S 08852-012 

PZ-6 08853-001 

REP083112- 08853-002 

FB083112-W 08853-003 

FB SOIL 08860-016 

FB-35 08824-017 

MW-30/16.6 08851-007 

FB-I 08851-010 

FB-36 09000-007 

PCB 08853-00lMS 

PCB 08853-00lMSD 

PCB LCSA 120906-06 

MW-28/13.1 08851-005 

Surrogate QC Limits 

TCMX = Tetrachloro-m-xy1ene 

DCB = Decachlorobiphenyl 

# Column to be used to flag recovery values 
* Values outside ofQC limits 
D Surrogate diluted out 
M Matrix interference 

Column: 

DCB 1 13.10 TCMX 2 

Date Time TCMX 1 
Analyzed Analyzed RT 

09/08/2012 02:43 3.48 

09/08/2012 03:01 3.48 

09/08/2012 03:18 3.48 

09/08/2012 03:35 3.48 

09/08/2012 03:53 3.48 

09/08/2012 04:10 3.48 

09/08/2012 04:28 3.48 

09/08/2012 04:45 3.48 

09/08/2012 05:02 3.48 

09/08/2012 05:20 3.48 

09/08/2012 05:54 3.48 

09/08/2012 06:12 3.48 

09/08/2012 06:29 3.48 

09/08/2012 06:47 3.48 

09/08/2012 07:04 3.48 

09/08/2012 07:39 3.48 
09110/2012 10:54 0.00 

( ± 0.10 Minutes) 

( ± 0.10 Minutes) 

# 

0 

DB-5/DB-1701P 

3.39 DCB 2 13.16 

DCB 1 TCMX 2 DCB 2 

RT # RT # RT # 

13.10 3.39 13.16 

13.10 3.38 13.16 

13.10 3.39 13.16 

13.10 3.38 13.16 

13.10 3.38 13.16 

13.10 3.38 13.16 

13.10 3.39 13.16 

13.10 3.38 13.16 

13.10 3.38 13.16 

13.10 3.38 13.16 

13.10 3.38 13.16 

13.10 3.38 13.16 

13.10 3.38 13.16 

13.10 3.38 13.16 

13.10 3.38 13.16 

13.10 3.38 13.16 

0.00 0 0.00 0 0.00 0 

El2-09000 0045 



PCB RETENTION TIME SHIFT SUMMARY 

Instrument ID: GC-Y 

Surrogate RT from initial calibration : 

TCMX I 2.82 

Lab 

Client lD Sample ID 

PCB BLKS!209!2-03 

T12-W2 09!88-00 I 

Tl2-E2 09188-002 

0-47 _(2.0- 09000-002 

N-47 _(0-2. 09000-003 

N-47_(2.0- 09000-004 

N-46_(2.0- 09000-006 

M-45_(0-2. 09052-001 

M-45 (2.0- 09052-002 

M-46 (0-2. 09052-003 

M-46_(2.0- 09052-004 

L-44 (2.0- 09052-006 

D-33 _(0-2. 09052-007 

D-33 _(2.0- 09052-008 

D-34 (0-2. 09052-009 

D-34 (2.0- 09052-010 

E-34_(0-2. 09052-011 

E-34 (2.0- 09052-012 

PCB 09052-0 12MS 

PCB 09052-0 12MSD 

PCB LCSS 120912-03 

0-47 _(0-2. 09000-001 

N-46 (0-2. 09000-005 

L-44_(0-2. 09052-005 

Surrogate QC Limits 

TCMX = Tetrachloro-m-xy1ene 

DCB = Decachlorobiphenyl 

# Column to be used to flag recovery values 
* Values outside of QC limits 
0 Surrogate diluted out 
M Matrix interference 

Column: 

DCB 12.11 TCMX 2 

Date Time TCMX 

Analyzed Analyzed RT 

09112/2012 18:37 2.82 

09/12/2012 18:54 2.82 

09112/2012 19:11 2.82 

09/12/2012 19:46 2.82 

09/12/2012 20:03 2.82 

09/12/2012 20:20 2.82 

09/12/2012 20:55 2.82 

09/12/2012 21:12 2.82 

09/12/2012 21:29 2.82 

09/12/2012 21:46 2.82 

09/12/2012 22:03 2.82 

09112/2012 22:38 2.82 

09/12/2012 22:55 2.82 

09/12/2012 23:12 2.82 

09/12/2012 23:29 2.82 

09/12/2012 23:46 2.82 

09/13/2012 00:04 2.82 

09/13/2012 00:21 2.82 

09/13/2012 00:38 2.82 

09/13/2012 00:55 2.82 

09/13/2012 01:12 2.82 

09/13/2012 16:56 2.82 

09/13/2012 17:13 2.82 

09/13/2012 17:30 2.82 

( ± 0.10 Minutes) 

( ± 0.10 Minutes) 

I 
# 

DB-5/DB-170 I P 

2.90 DCB 2 12.48 

DCB I TCMX 2 DCB 2 

RT # RT # RT # 

12.1 1 2.90 12.48 

12.10 2.90 12.48 

12.10 2.90 12.48 

12.10 2.90 12.48 

12.10 2.90 12.48 

12.10 2.90 12.48 

12.10 2.90 12.48 

12.10 2.90 12.48 

12.11 2.90 12.48 

12.11 2.90 12.48 

12.10 2.91 12.47 

12.11 2.90 12.48 

12.10 2.91 12.48 

12.10 2.91 12.48 

12.10 2.90 12.48 

12.10 2.90 12.48 

12.11 2.91 12.48 

12. 11 2.91 12.48 

12.10 2.91 12.48 

12.11 2.91 12.48 

12.10 2.90 12.48 

12.11 2.91 12.49 

12.11 2.91 12.48 

12. II 2.91 12.48 

El2-09000 0046 



PCB SAMPLE DATA 

El2-09000 0047 



Quantitation Report 

C:\MSDCHEM\1\DATA\09-13-12\ 
Y1679 .D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 

ALS Vial 

13 Sep 2012 16:56 
YG 
0-47_(0-2.,09000-001,S,5.73g,40.7,09/12/12,4 
120912-03,09/05/12,09/05/12,10 
2 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 14 13:17:50 2012 
Quant Method C:\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update Tue Aug 28 07:53:32 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 RT#2 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 
---------------------------------------------------------------------------

System Monitoring Compounds 
1) s TCMX 2.82 2.91 2160.4E6 677.8E6 22.169 25.429 

Spiked Amount 200.000 Recovery 11.08% 12.71% 

2) s DCB 12.11 12.49 38l.9E6 147.5E6 18. 783m 17.036m 

Spiked Amount 200.000 Recovery 9. 39% 8.52% 

Target Compounds 
Sum Aroclor-1016 0 0 N.D. N.D. 

Average Aroclor-1016 0.000 0.000 

Sum Aroclor-1221 0 0 N.D. N.D. 

Average Aroclor-1221 0.000 0.000 

Sum Aroclor-1232 0 0 N.D. N.D. 

Average Aroclor-1232 0.000 0.000 

sum Aroclor-1242 0 0 N.D. N.D. 

Average Aroclor-1242 0.000 0.000 

23) L6 Aroclor-1248 4.52 5.13 1815.6E6 543.1E6 495.843 522.596 

24) L6 Aroclor-1248 

m 
5.05 5.71 554.5E6 542.5E6 276.536 353.874 # 

25) L6 Aroclor-1248 5.37 6.12 640.4E6 305.2E6 256.641 281.211 

26) L6 Aroclor-1248 6.07 6.26 1008.9E6 238.7E6 222.984 242.490 

27) L6 Aroclor-1248 6.34 6.62 704.9E6 97845710 224.679m 182.561m 

Sum Aroclor-1248 4724.3E6 1727.3E6 1476.683 1582.732 

Average Aroclor-1248 295.337 316.546 

Sum Aroclor-1254 0 0 N.D. N.D. 

Average Aroclor-1254 0.000 0.000 

Sum Aroclor-1260 0 0 N.D. N.D. 

Average Aroclor-1260 0.000 0.000 

Sum Aroclor-1262 0 0 N.D. N.D. 

Average Aroclor-1262 0.000 0.000 

sum Aroclor-1268 0 0 N.D. N.D. 

Average Aroclor-1268 0.000 0.000 

---------------------------------------------------------------------------
(f)=RT Delta> 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

Paqe: 1 YPCB0827.M Fri Sep 14 14:37:50 2012 El2-09000 0048 



Quantitation Report 

C:\MSDCHEM\1\DATA\09-13-12\ 
Y1679.D 

( QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
13 Sep 2012 16:56 

ALS Vial 

YG 
0-47 (0-2.,09000-001,S,5.73g,40.7,09/12/12,4 
1209l2-03,09/05/12,09/05/12,10 
2 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 14 13:17:50 2012 
Quant Method C:\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update Tue Aug 28 07:53:32 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response_ 

1e+08 

8e+07 

6e+07 

Time 
Response_ 

I 
3.5e+07 

3e+07 

2.5e+07 

2e+07 

N 
00 
N 

;;; 
N 

1.5e+07 I '" 

so:::::~.L ~,~L ~ 
Time 

N ~ N - '- '-

" 1 
0 

" " <.> :> '-I ' ' ' 
~,00 4.00 5.0_0 

Signal #2 Phase: 
Signal #2 Info : 

Signal: Y1679.DIECD1 B.CH 

I I ' 

7.00 8.00 9.00 
Signal: Y16i9.b\E'Cb2A.CH 

~~ ~ 
.!..!. '-co 0 

"" J ~g 
' I ' 6.00 7.00 

I 

9.QQ 

YPCB0827.M Fri Sep 14 14:37:51 2012 
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Quantitation Report 

C:\MSDCHEM\1\DATA\09-12-12\ 
Y1626.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 

ALS Vial 

12 Sep 2012 19:46 
IB 
0-47_(2.0-,09000-002,S,5.51g,48.2,09/12/12,4 
120912-03,09/05/12,09/05/12,1 
13 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 13 14:31:31 2012 
Quant Method C:\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update : Tue Aug 28 07:53:32 2012 
Response via : Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 RT#2 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 
---------------------------------------------------------------------------

System Monitoring Compounds 
1) s TCMX 2.82 2.90 20247.2E6 7447.4E6 207.771 279.423 # 

Spiked Amount 200.000 Recovery 103.89% 139.71% 

2) s DCB 12.10 12.48 4913.1E6 2419.4E6 241.621m 279.380m 

Spiked Amount 200.000 Recovery 120.81% 139.69%-

Target Compounds 
Sum Aroclor-1016 0 0 N.D. N.D. 

~verage Aroclor-1016 0.000 0.000 

Sum Aroclor-1221 0 0 N.D. N.D. 

~verage Aroclor-1221 0.000 0.000 

Sum Aroclor-1232 0 0 N.D. N.D. 

A.verage Aroclor-1232 0.000 0.000 

Sum Aroclor-1242 0 0 N.D. N.D. 

Average Aroclor-1242 0.000 0.000 

23) L6 Aroclor-1248 4.51 5.12 2003.4E6 611. 7E6 547.123 588.620 

24) L6 Aroclor-1248 

m 
5.05 5.71 695.6E6 685.1E6 346.899 446.892 # 

25) L6 Aroclor-1248 5.36 6.11 3649.1E6 421.1E6 1462.319m 387.966 # 

26) L6 Aroclor-1248 6.06 6.26 1269.6E6 322.8E6 280.608 327.923 

27) L6 Aroclor-1248 6.31 6.61 916.8E6 161.8E6 292.212m 301.886 

Sum Aroclor-1248 8534.4E6 2202.5E6 2929.161 2053.286 

Average Aroclor-1248 585.832 410.657 

Sum Aroclor-1254 0 0 N.D. N.D. 

Average Aroclor-1254 0.000 0.000 

Sum Aroclor-1260 0 0 N.D. N.D. 

Average Aroclor-1260 0.000 0.000 

sum Aroclor-1262 0 0 N.D. N.D. 

Average Aroclor-1262 0.000 0.000 

Sum Aroclor-1268 0 0 N.D. N.D. 

Average Aroclor-1268 0.000 0.000 

---------------------------------------------------------------------------
(f)=RT Delta > 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

YPCB0827.M Fri Sep 14 14:37:20 2012 Paqe: 1 
El2-09000 0050 



Quantitation Report 

C:\MSDCHEM\1\DATA\09-12-12\ 
Y1626.D 

(QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Sep 2012 19:46 
IB 
0-47_(2.0-,09000-002,S,5.51g,48.2,09/12/12,4 
120912-03,09/05/12,09/05/12,1 

ALS Vial 13 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 13 14:31:31 2012 
Quant Method C:\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update Tue Aug 28 07:53:32 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response 

1.2e+O~ N 
00 
N 

1e+09 

Se+OB 

6e+OB 

4e+08 

2e+08 

Signal #2 Phase: 
Signal #2 Info : 

Signal: Y1626.D\ECD1B.CH 

:ol 
~ 

____j_',~__fo_A_~~ ~*l'f'-· ~L~~---
~ N N ~ ~ ... ... ... ... ... 
0 0 0 

J I ~ " " ~ ' 
Time 

f I I 
4.00 §QO 6.00 7.00 8.00 9.00 10.00 11.00.. 12.00 13.00 

Response_ 
.. - Signai: Y1626.DIECD2ii:cH 

4e+08 0 
m 
N 

3.5e+08 

3e+08 

2.5e+08 

2e+OB 

1 5e+08 

1e+08 

5e+07 

0 N ~ ~~ N 
N ;; - ... ... .!..!. 
X 0 0 £0 

L 
~ " " ~] l <.> J ~ ~ 

' ' I ' I (?, I ' ' I\Q:!e 3,QQ 4.QQ_ 5.00 600. 7.00 ' 12.09 13.00 
I 

~.OQ 14.00 9.00 10.00 ... 11.00 

YPCB0827.M Fri Sep 14 14:37:21 2012 Page: 2 
El2-09000 005l 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\09-12-12\ 
Y1627.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Sep 2012 20:03 
IB 
N-47_(0-2.,09000-003,S,5.66g,68.2,09/12/12,4 
120912-03,09/05/12,09/05/12,1 
14 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 13 14:32:14 2012 
Quant Method C:\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update Tue Aug 28 07:53:32 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 RT#2 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 
---------------------------------------------------------------------------

System Monitoring Compounds 
1) s TCMX 2.82 2.90 21277.8E6 8322.9E6 218.346 312.270 # 

Spiked Amount 200.000 Recovery 109.17% 156.13% 

2) s DCB 12.10 12.48 5564.0E6 2433.6E6 273.631m 281.022m 

Spiked Amount 200.000 Recovery 136.82% 140.51% 

Target Compounds 
Sum Aroclor-1016 0 0 N.D. N.D. 

Average Aroclor-1016 0.000 0.000 

Sum Aroclor-1221 0 0 N.D. N.D. 

Average Aroclor-1221 0.000 0.000 

Sum Aroclor-1232 0 0 N.D. N.D. 

Average Aroclor-1232 0.000 0.000 

Sum Aroclor-1242 0 0 N.D. N.D. 

Average Aroclor-1242 0.000 0.000 

23) L6 Aroclor-1248 4.51 5.12 404.3E6 113. 6E6 110.423 109.272 

24) L6 Aroclor-1248 

m 
5.05 5.70 248.3E6 184.5E6 123.842 120.378 

25) L6 Aroclor-1248 0.00 6.11 0 139.6E6 N.D. d 128.643 # 

26) L6 Aroclor-1248 6.07 6.26 525.2E6 98522757 116.092 100.099 

27) L6 Aroclor-1248 6.31 6.61 308.1E6 58656286 98.190m 109.441 

Sum Aroclor-1248 1485.9E6 594.9E6 448.547 567.833 

Average Aroclor-1248 112.137 113.567 

sum Aroclor-1254 0 0 N.D. N.D. 

Average Aroclor-1254 0.000 0.000 

Sum Aroclor-1260 0 0 N.D. N.D. 

Average Aroclor-1260 0.000 0.000 

Sum Aroclor-1262 0 0 N.D. N.D. 

Average Aroclor-1262 0.000 0.000 

Sum Aroclor-1268 0 0 N.D. N.D. 

Average Aroclor-1268 0.000 0.000 

---------------------------------------------------------------------------
(f)=RT Delta> 1/2 Window (#)=Amounts differ by> 25% 

YPCB0827.M Fri Sep 14 14:37:22 2012 

(m)=manual int. 

Pa_ge: 1 
El2-0900U 0052 



Quantitation Report 

c,\MSDCHEM\1\DATA\09-12-12\ 
Y1627.D 

(QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 

Signal ~1, ECD1B.CH Signal ~2' ECD2A.CH 

ALS Vial 

12 Sep 2012 20,03 
IB 
N-47_(0-2.,09000-003,S,5.66g,68.2,09/12/12,4 
120912-03,09/05/12,09/05/12,1 
14 Sample Multiplier' 1 

Integration File signal 1' EVENTS.E 
Integration File signal 2, EVENTS2.E 
Quant Time' Sep 13 14,32,14 2012 
Quant Method C:\MSDCHEM\l\METHODS\YPCB0827.M 
Quant Title 
QLast Update Tue Aug 28 07,53,32 2012 
Response via Initial Calibration 
Integrator, ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal ~1 Phase 
Signal ~1 Info 

Response_ 
1.2e+09 

1e+09 

8e+08: 

6e+OB 

4e+08 

2e+oa: 

Time 
Response 

4.5e+OJ 

4e+a~l 
! 

3.5e+08 

3e+OB 

2.5e+08 

2e+08 
I 

1.5e+08 

1e+08 

5e+07 

X 

" " 
3.00 4.00 

" N 

" I 0 
'0 
0 

I 

5.00 

Signal ~2 Phase: 
Signal ~2 Info , 

Signal: Y1627.DIECD1B.CH 

~~---------__}L_____ __ 
r• 

6.00 7.00 8.00 9.00 10.00 
. Signai:Y1627.61Ecb2A.tH 

9.00 10,00 

11.00 12.00 13.00 14.00 

11.00 12.00 

YPCB0827.M Fri Sep 14 14:37:23 2012 Paqe, 2 
El2-09000 0053 



Quantitation Report 

C:\MSDCHEM\1\DATA\09-12-12\ 
Y1628.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 

ALS Vial 

12 Sep 2012 20:20 
IB 
N-47_(2.0-,09000-004,S,5.71g,33.2,09/12/12,4 
120912-03,09/05/12,09/05/12,1 
15 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 13 14:33:31 2012 
Quant Method C:\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update : Tue Aug 28 07:53:32 2012 
Response via : Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 RT#2 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 
---------------------------------------------------------------------------

System Monitoring Compounds 
1) s TCMX 2.82 2.90 20340.8E6 6888.5E6 208.731 258.452 

Spiked Amount 200.000 Recovery 104.37%- 129.23%" 

2) s DCB 12.10 12.48 4086.8E6 2044.0E6 200.988 236.037m 

Spiked Amount 200.000 Recovery 100.49%- 118.02% 

Target Compounds 
Sum Aroclor-1016 0 0 N.D. N.D. 

Average Aroclor-1016 0.000 0.000 

Sum Aroclor-1221 0 0 N.D. N.D. 

Average Aroclor-1221 0.000 0.000 

Sum Aroclor-1232 0 0 N.D. N.D. 

Average Aroclor-1232 0.000 0.000 

sum Aroclor-1242 0 0 N.D. N.D. 

Average Aroclor-1242 0.000 0.000 

Sum Aroclor-1248 0 0 N.D. N.D. 

Average Aroclor-1248 0.000 0.000 

Sum Aroclor-1254 0 0 N.D. N.D. 

Average Aroclor-1254 0.000 0.000 

Sum Aroclor-1260 0 0 N.D. N.D. 

Average Aroclor-1260 0.000 0.000 

Sum Aroclor-1262 0 0 N.D. N.D. 

Average Aroclor-1262 0.000 o.ooo 

Sum Aroclor-1268 0 0 N.D. N.D. 

Average Aroclor-1268 0.000 0.000 

---------------------------------------------------------------------------
(f)=RT Delta> 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

YPCB0827.M Fri Sep 14 14:37:24 2012 El 2 _ 090 1)"QaebJ54 



Quantitation Report 

C:\MSDCHEM\1\DATA\09-12-12\ 
Y1628.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 

ALS Vial 

12 Sep 2012 20:20 
IB 
N-47_(2.0-,09000-004,S,5.71g,33.2,09/12/12,4 
120912-03,09/05/12,09/05/12,1 
15 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 13 14:33:31 2012 
Quant Method C:\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update Tue Aug 28 07:53:32 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

1e+09 

Be+OB 

6e+08 

4e+08 

2e+OB 

N 

"' N 
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Page: 2 
El2-09000 0055 



Quantitation Report 

c,\MSDCHEM\1\DATA\09-13-12\ 
Yl680.D 

{QT Reviewed) 

Data Path 
Data File 
signal (s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1' ECDlB.CH Signal #2' ECD2A.CH 

ALS Vial 

13 Sep 2012 17,13 
YG 
N-46_(0-2.,09000-005,S,5.34g,59.9,09/12/12,4 
120912-03,09/05/12,09/05/12,10 
3 Sample Multiplier' 1 

Integration File signal 1, EVENTS.E 
Integration File signal 2, EVENTS2.E 
Quant Time' Sep 14 13,18,20 2012 
Quant Method c,\MSDCHEM\l\METHODS\YPCB0827.M 
Quant Title 
QLast Update , Tue Aug 28 07,53,32 2012 
Response via : Initial Calibration 
Integrator' ChemStation 6890 Scale Mode' Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 RT#2 

Signal #2 Phase' 
Signal #2 Info ' 

Resp#1 Resp#2 ng#l ng#2 
---------------------------------------------------------------------------

System Monitoring Compounds 
1) s TCMX 2.82 2. 91 2064.7E6 706.0E6 21.187 26.490 # 

Spiked Amount 200.000 Recovery 10.59%- 13.24% 

2) s DCB 12.11 12.48 435.6E6 180.5E6 21. 425m 20.839m 

Spiked Amount 200.000 Recovery 10.71%- 10.42% 

Target Compounds 
Sum Aroclor-1016 0 0 N.D. N.D. 

i\verage Aroclor-1016 0.000 0.000 

Sum Aroclor-1221 0 0 N.D. N.D. 

Average Aroclor-1221 0.000 0.000 

Sum Aroclor-1232 0 0 N.D. N.D. 

Average Aroclor-1232 0.000 0.000 

Sum Aroclor-1242 0 0 N.D. N.D. 

Average Aroclor-1242 0.000 0.000 

23) L6 Aroclor-1248 4.51 5.13 3515.5E6 1041. 4E6 960.063 1002.059 

24) L6 Aroc1or-1248 

m 
5.05 5.71 1581.6E6 1528.3E6 788.784 996.861 # 

25) L6 Aroclor-1248 5.37 6.11 2023.4E6 963.3E6 810.848 887.536 

26) L6 Aroclor-1248 6.07 6.26 1549.5E6 716.4E6 342.473 727.897 # 

27) L6 Aroclor-1248 6.34 6.62 851.8E6 173.1E6 271.491 322.906 

Sum Aroclor-1248 9521. 6E6 4422.4E6 3173.659 3937.259 

Average Aroclor-1248 634.732 787.452 

Sum Aroclor-1254 0 0 N.D. N.D. 

Average Aroclor-1254 0.000 0.000 

Sum Aroclor-1260 0 0 N.D. N.D. 

Average Aroclor-1260 0.000 0.000 

sum Aroclor-1262 0 0 N.D. N.D. 

Average Aroclor-1262 0.000 0.000 

Sum Aroclor-1268 0 0 N.D. N.D. 

Average Aroclor-1268 0.000 0.000 

---------------------------------------------------------------------------
{f)=RT Delta> 1/2 Window (#)=Amounts differ by> 25% (m)=manual int. 

Paqe, 1 
YPCB0827.M Fri Sep 14 14,37,52 2012 El2-09000 0056 



Quantitation Report 

c,\MSDCHEM\1\DATA\09-13-12\ 
Y1680.D 

(QT Reviewed) 

Data Path 
Data File 
signal (s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1' ECD1B.CH Signal #2' ECD2A.CH 

ALS Vial 

13 Sep 2012 17,13 
YG 
N-46_(0-2.,09000-005,S,5.34g,59.9,09/12/12,4 
120912-03,09/05/12,09/05/12,10 
3 Sample Multiplier' 1 

Integration File signal 1, EVENTS.E 
Integration File signal 2, EVENTS2.E 
Quant Time' Sep 14 13,18,20 2012 
Quant Method c,\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update ' Tue Aug 28 07,53,32 2012 
Response via : Initial Calibration 
Integrator, ChemStation 6890 Scale Mode' Large solvent peaks clipped 

Volume Inj . 
Signal #1 Phase 
Signal #1 Info 

Responsel 

5e+08· 

4e+08 

3e+OB 

2e+08 

1.5e+08 

1e+08 

Time 

YPCB0827.M Fri Sep 14 14,37,53 2012 

Signal #2 Phase' 
Signal #2 Info ' 

Signal: Y1680.DIECD1B.CH 

BOQ_ 9.00 10.0Q 11.00 __ 12,00 1 ~.90 .... 14.00 

Paqe, 2 
El2-09000 0057 



Quantitation Report 

c,\MSDCHEM\1\DATA\09-12-12\ 
Y1630 .D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1' ECD1B.CH Signal #2' ECD2A.CH 

ALS Vial 

12 Sep 2012 20,55 
IB 
N-46_(2.0-,09000-006,S,5.56g,22.9,09/12/12,4 
120912-03,09/05/12,09/05/12,1 
17 Sample Multiplier' 1 

Integration File signal 1, EVENTS.E 
Integration File signal 2' EVENTS2.E 
Quant Time' Sep 13 14,34,56 2012 
Quant Method C,\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update ' Tue Aug 28 07,53,32 2012 
Response via : Initial Calibration 
Integrator, ChemStation 6890 Scale Mode' Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 RT#2 

Signal #2 Phase' 
Signal #2 Info ' 

Resp#1 Resp#2 ng#1 ng#2 
---------------------------------------------------------------------------

System Monitoring Compounds 
1) s TCMX 2.82 2.90 22806.3E6 7133.8E6 234.031 267.655 

Spiked Amount 200.000 Recovery 117.02% 133.83% 

2) s DCB 12.10 12.48 4715.3E6 2500.9E6 231.893m 288.798m 

Spiked Amount 200.000 Recovery 115.95% 144.40% 

Target Compounds 
sum Aroclor-1016 0 0 N.D. N.D. 

~verage Aroclor-1016 0.000 0.000 

Sum Aroclor-1221 0 0 N.D. N.D. 

!\verage Aroclor-1221 0.000 0.000 

Sum Aroclor-1232 0 0 N.D. N.D. 

1\.verage Aroclor-1232 0.000 0.000 

Sum Aroclor-1242 0 0 N.D. N.D. 

i\verage Aroclor-1242 0.000 0.000 

23) L6 Aroclor-1248 4.50 5.12 2927.5E6 868.3E6 799.489 835.546 

24) L6 Aroclor-1248 

m 
5.05 0.00 1507.7E6 0 751.931 N.D. d# 

25) L6 Aroclor-1248 5. 37 6.11 1312.2E6 646.2E6 525.850 595.425 

26) L6 Aroclor-1248 6.07 6.26 1129.1E6 485.0E6 249.549 492.807 # 

27) L6 Aroclor-1248 6.33 6.61 829.4E6 144. 6E6 264.356 269.751 

Sum Aroclor-1248 7705.8E6 2144.2E6 2591.176 2193.528 

Average Aroclor-1248 518.235 548.382 

Sum Aroclor-1254 0 0 N.D. N.D. 

Average Aroclor-1254 0.000 0.000 

Sum Aroclor-1260 0 0 N.D. N.D. 

Average Aroclor-1260 0.000 0.000 

sum Aroclor-1262 0 0 N.D. N.D. 

Average Aroclor-1262 0.000 0.000 

Sum Aroclor-1268 0 0 N.D. N.D. 

Average Aroclor-1268 0.000 0.000 

---------------------------------------------------------------------------
(f)=RT Delta > 1/2 Window (#)=Amounts differ by> 25% 

YPCB0827.M Fri Sep 14 14,37,26 2012 

(m)=manual int. 

Page' 1 
El2-0900U 0058 



Quantitation Report 

C:\MSDCHEM\1\DATA\09-12-12\ 
Y1630.D 

(QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
12 Sep 2012 20:55 
IB 
N-46_(2.0-,09000-006,S,5.56g,22.9,09/12/12,4 
120912-03,09/05/12,09/05/12,1 

ALS Vial 17 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 13 14:34:56 2012 
Quant Method C:\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update Tue Aug 28 07:53:32 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response_ 

1.2e+09 

1e+09 

Se+OS 

6e+08 

N 
ro 

"' 

Signal #2 Phase: 
Signal #2 Info : 

Signal: Y1630.DIECD1B.CH 

4e+08 

I ~ 
2e+08 I ~ :gi'l s~ ~L-
ol---~L-~_/C\lLJ~~~~----./'J- ---~ 

N N ~ ~ N 

~,-\'~'-;-~~~~-~~<c· ~;'~'-r"i'-"-~,,i~,.<;l~~,~~~ -~~~~~-~~,~~~~-~~-fi'l'-r-~~,--r~~~~ 
5.00 6.00 7.00 8.00 9.00 10.00 

... si1inal: Y1636.DIECD2A.CH 
11.00 13.0() 14.00 12.00 

Response_ 

4e+OBI 

3.5e+08 

3e+OB 

2.5e+08 

2e+08. 

1.5e+08 

1e+08 

}im~ 

3.00 4.00 

3.00 4.00 . 5.00 . 6.00. 7.00 

YPCB0827.M Fri Sep 14 14:37:27 2012 

900 10.00 11.00 12.00 13.0_0 14.00 

Page: 2 
El2-09000 0059 



Quantitation Report 

C:\MSDCHEM\1\DATA\09-07-12\ 
R3642.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
08 Sep 2012 6:29 

ALS Vial 

YG 
FB-36,09000-007,A,l000ml,l00,09/06/l2,1 
120906-06,09/05/12,09/05/12,1 
42 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 10 11:59:33 2012 
QuanL Method C:\MSDCHEM\1\METHODS\RPCB0830.M 
Quant Title 
QLast Update Fri Aug 31 13:49:31 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvenL peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#l 

System Monitoring Compounds 
1) s TCMX 3.48 

Spiked Amount 200.000 
2) s DCB 13.10 

Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroc1or-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroc1or-1268 

RT#2 

3.38 

13.16 

Signal #2 Phase: 
Signal #2 In.Co : 

Resp#1 Resp#2 ng#1 hg#2 

30418.8E6 24955.6E6 201.071 178.202 
Recovery 100.54% 89.10% 

5525.9E6 4005.1E6 107.026m 137.349m# 
Recovery 53.51% 68.67% 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

0 0 N.D. N.D. 
0.000 0.000 

(f)~RT Delta > 1/2 Window (#)~Amounts differ by > 25% (m)=manual int. 

RPCB0830.M Mon Sep 10 13:24:35 2012 El2-09000 0060 



Quantitation Report 

C:\MSDCHEM\1\DATA\09-07-12\ 
R3642.D 

(QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
08 Sep 2012 6:29 

ALS Vial 

YG 
FB-36,09000-007,A,1000ml,100,09/06/12,1 
120906-06,09/05/12,09/05/12,1 
42 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 10 11:59:33 2012 
Quant Method C:\MSDCHEM\1\METHODS\RPCB0830.M 
Quant Title 
QLast Update Fri Aug 31 13:49:31 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume In"'j. 
Signal #1 Phase 
Signal #1 Info 

Response, 

1.2e+09: 

1e+09· 

8e+08 

6e+08 

4e+08 

2e+08 

0 

Signal #2 Phase: 
Signal #2 Info : 

Signal: R3642.DIECD1B.CH 

~'\_-

L-,-~,-,-~~~-T-' · r~~-,-,-·-~---,--T"-r· • 

Ei'::'im;:•==-----"3,-..o..,.o_ -~4"'.o,.,o _ _.5,c:.o,o'--"-6.,-,o,_o _ _,7iC.o2':o 8.oo 9.oo 10.00 
05P

1
:n:;

1 
~ Signal: R3642.DIECD2A.CH 

8e+081 
! 

6e+08; 

4e+08 

2e+08 

I 
I, 

- -- ~·'--------'--~. 

11.00 12.00 

~~-~--~--~· • l • . ' ~~~-r -...,--~r· 

_3~."'00.._ _ _.4"'.0"'0 _ _.5".0"'0'----_""6.00 7.00 8.00 9.00 1 o. oo 11 . o"'o'----_..12"". o __ o,_ 

RPCB0830.M Mon Sep 10 13:24:35 2012 

"' u 
0 

13.00 

II 
__ rl. __ _ 

\1 
"' u 
0 

_' 1", 3"0"'0'-----'14. 00 



INTEGRATED ANALYTICAL LABORATORIES 

PCB's 

Lab ID: BLKA120906-06 GC Column: DB-5/DBI701P 

Client ID: PCB Sample wt/vol: I OOOml 

Date Received: NA Matrix-Units: Aqucous-[!g/L (ppb) 

Date Extracted: 09/06/2012 Dilution Factor: I 

Date Analyzed: 09/08/2012 %Moisture: 100 

Data file: R3629.D 

Compound Concentration Q RL MDL 

Aroclor-1 016 ND 0.050 0.020 

Aroclor -1221 ND 0.050 0.020 

Aroclor-1232 ND 0.050 0.020 

Aroclor-1242 ND 0.050 0.020 

Aroclor-1248 ND 0.050 0.020 

Aroclor-1254 ND 0.050 0.020 

Aroclor- 1260 ND 0.050 0.020 

Aroclor-1262 ND 0.050 0.020 

Aroclor-1268 ND 0.050 0.020 

PCBs ND 0.050 0.020 

El2-09000 0062 
Page 1 of 1 



Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

Quantitation Report 

C:\MSDCHEM\1\DATA\09-07-12\ 
R3629.D 

(QT Reviewed) 

Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
08 Sep 2012 2:43 
YG 
PCB,BLKA120906-06,A,l000ml,100,09/06/12,1 
NA,NA,NA,1 
29 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 10 11:46:01 2012 
Quant Method C:\MSDCHEM\1\METHODS\RPCB0830.M 
Quant Title 
QLast Update Fri Aug 31 13:49:31 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 RT#2 

Signal #2 Phase: 
Signal #2 Info : 

Resp#l Resp#2 ng#1 ng#2 
---------------------------------------------------------------------------

System Monitoring Compounds 
1) s TCMX 3.48 3.39 34638.7E6 27847.8E6 228.965 198.855 

Spiked Amount 200.000 Recovery 114.48% 99.43% 

2) s DCB 13.10 13.16 7768.7E6 5591.0E6 150.464m 191.735m# 

Spiked Amount 200.000 Recovery 75.2:1% 95.87% 

Target Compounds 
Sum Aroclor-1016 0 0 N.D. N.D. 

Average Aroclor-1016 0.000 0.000 

Sum Aroclor-1221 0 0 N.D. N.D. 

Average Aroclor-1221 0.000 0.000 

Sum Aroclor-1232 0 0 N.D. N.D. 

Average Aroclor-1232 0.000 0.000 

Sum Aroc1or-1242 0 0 N.D. N.D. 

Average Aroclor-1242 0.000 0.000 

Sum Aroclor-1248 0 0 N.D. N.D. 

Average Aroclor-1248 0.000 0.000 

Sum Aroclor-1254 0 0 N.D. N.D. 

Average Aroc1or-1254 0.000 0.000 

Sum Aroclor-1260 0 0 N.D. N.D. 

Average Aroclor-1260 0.000 0.000 

Sum Aroc1or-1262 0 0 N.D. N.D. 

Average Aroclor-1262 0.000 0.000 

Sum Aroclor-1268 0 0 N.D. N.D. 

Average Aroclor-1268 0.000 0.000 

-------------------------------------------------------------------------~-

(f)~RT Delta > 1/2 Window (#)~Amounts differ by > 25% (rn)=manual int. 

RPCB0830.M Mon Sep 10 13:24:11 2012 
El2-09000 0~063 ........ '=' '- • 



Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDCHEM\1\DATA\09-07-12\ 
R3629.D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
08 Sep 2012 2:43 
YG 
PCB,BLKA120906-06,A,1000rnl,100,09/06/12,1 
NA,NA,NA,l 
29 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Sep 10 11:46:01 2012 
Quant Method C:\MSDCHEM\1\METHODS\RPCBOB30.M 
Quant. Title 
QLast Update ~ri Aug 31 13:49:31 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

ReSponse=-_-----------
1 

1.4e+09; 
' !:1 

1e+09 

Be+OB 

6e+OB 

4e+08 

ime 
ResPOnse_ 

1e+09 

8e+08j 

6e+08 

4e+08 

2e+08 

,.; 

3.00 4.00 

I I 
I ~L_ 

5.00 

Signal #2 Phase: 
Signal #2 Info 

Signal: R3629.D\ECD1B.CH 

____ _!\ __ _ 

'I I, __ ~ 

r~-r~~~~.--c- 1 -, -,-----r-.-~,.,- -1 ' 1 

6.00 7.00 8.00 9.00 10.00 .11.00 12.00 13.00 14.00 
Signal: R3629.D\ECD2A.CH 

I J;c -,,~,-~,-,-,-~~,-r- I ' ,~..,~-.-~~~~~ ,-'1-~-.-., ~ 

e 3.00 4.00 5.00 !).0,-.0,__7._,."00"----"8"'.0"'-0~ 9.00 _.1.,o,.,. o..,_o __ 1,_1..,.. o,.o,__~.1 ""2. oo 13. oo 14. oo 

RPCB0830.M Mon Sep 10 13:24:11 2012 El2-09000 0064 
._ '-'-':3'-. ~ 



Lab 10: BLKS 120912-03 
Client 10: PCB 
Date Received: NA 

Date Extracted: 09/12/2012 
Date Analyzed: 09/12/2012 
Data file: Y 1622.D 

Compound 

Aroclor-1 016 
Aroclor-1221 
Aroclor-1232 
Aroclor-1242 
Aroclor-1248 
Aroclor-1254 
Aroclor-1260 
Aroclor-1262 
Aroclor-1268 

PCBs 

INTEGRATED ANALYTICAL LABORATORIES 

PCB's 

Concentration Q 

ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 
ND 

ND 

Page 1 of 1 

GC Column: Dl3-5/DB1701P 
Sample wt/vol: 5.00g 
Matrix-Units: Soil-mg/Kg (ppm) 

Dilution Factor: I 
% Moisture: NA 

RL MDL 

0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 
0.040 0.016 

0.040 0.016 

El2-09000 0065 



Quantitation Report 

c,\MSDCHEM\1\DATA\09-12-12\ 
Y1622.D 

(QT Revlewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1' ECD1B.CH Signal #2' ECD2A.CH 
12 Sep 2012 18,37 

ALS Vial 

IB 
PCB,BLKS120912-03,S,5.00g,0,09/12/12,4 
NA,NA,NA,l 
9 Sample Multiplier, 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time, Sep 13 14,27,38 2012 
Quant Method C,\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update Tue Aug 28 07,53,32 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Compound RT#1 
---------------------------

System Monitoring Compounds 
1) s TCMX 2- 82 
Spiked Amount 200.000 

2) s DCB 12.11 
Spiked Amount 200.000 

Target Compounds 
Sum Aroclor-1016 

Average Aroclor-1016 

Sum Aroclor-1221 
Average Aroclor-1221 

Sum Aroclor-1232 
Average Aroclor-1232 

Sum Aroclor-1242 
Average Aroclor-1242 

Sum Aroclor-1248 
Average Aroclor-1248 

Sum Aroclor-1254 
Average Aroclor-1254 

Sum Aroclor-1260 
Average Aroclor-1260 

Sum Aroclor-1262 
Average Aroclor-1262 

Sum Aroclor-1268 
Average Aroclor-1268 

RT#2 

Signal #2 Phase' 
Signal #2 Info , 

Resp#1 Resp#2 ng#1 
------------------------------------

2.90 22845.8E6 6739.7E6 234.436 
Recovery 117.22% 

12.48 4948.5E6 2103.5E6 243.365 
Recovery 121.68%-

0 0 N.D. 
0.000 

0 0 N.D. 
0.000 

0 0 N.D. 
0.000 

0 0 N.D. 
0.000 

0 0 N.D. 
0.000 

0 0 N.D. 
0.000 

0 0 N.D. 
0.000 

0 0 N.D. 
0.000 

0 0 N.D. 
0.000 

ng#2 
------------

252.869 
126.43% 

242.905 
121.45% 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

N.D. 
0.000 

(f)=RT Delta > 1/2 Window (#)=Amounts differ by> 25%- (m)=manual int. 

YPCB0827.M Fri Sep 14 14,37,14 2012 Paoe: 1 
El2-09000 0066 



Quantitation Report 

Co\MSDCHEM\1\DATA\09-12-12\ 
Y1622.D 

IQT Revlewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 

Signal #1o ECD1B.CH Signal #2o ECD2A.CH 
12 Sep 2012 18o37 

ALS Vial 

IB 
PCB,BLKS120912-03,S,5.00g,0,09/12/12,4 
NA,NA,NA,l 
9 Sample Multipliero 1 

Integration File signal 1o EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Timeo Sep 13 14o27o38 2012 
Quant Method Co\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update Tue Aug 28 07o53o32 2012 
Response via Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response_ 

1.2e+091 

1e+09 

8e+08 

6e+08 

4e+OB 

Time 
Response_ 

N 
ro 

I 

4.00 
,--I 

5.00 6.00 

Signal #2 Phaseo 
Signal #2 Info , 

Signal: Y1622.D\ECD1 B CH 

7.00 8.00 9.00 
Signal: Y1622.0\ECD2A.CH 

- r -r -,- l 

10.00 

~ 
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11.00 12.00 13.00 14.00 
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Quantitation Report (QT Reviewed) 

Data Path 
Data File 
Signal(s) 
Acq On 
Operator 
Sample 
Mise 
ALS Vial 

C:\MSDChem\1\DATA\08-27-12\ 
Y1148 .D 
Signal #1: ECD1B.CH Signal #2: ECD2A.CH 
27 Aug 2012 16:52 
YG 
8082_1248_IAS 4309,0.5 PPM 
NA,NA,NA,l 
9 Sample Multiplier: 1 

Integration File signal 1: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Aug 28 07:50:27 2012 
Quant Method C:\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update : Tue Aug 28 07:50:02 2012 
Response via : Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
signal #1 Phase 
Signal #1 Info 

RT#1 RT#2 

Signal #2 Phase: 
Signal #2 Info : 

Resp#1 Resp#2 ng#1 ng#2 compound 
---------------------------------------------------------------------------

System Monitoring Compounds 
1) s TCMX 2.82 2.90 22214.9E6 5890.5E6 239.833 233.845 

Spiked Amount 200.000 Recovery 119.92% 116.92% 

2) s DCB 12.10 12.49 2980.1E6 1185.7E6 175.196m 160.258m 

Spiked Amount 200.000 Recovery 87.60% 80.13% 

Target Compounds 
Sum Aroclor-1016 0 0 N.D. N.D. 

Average Aroclor-1016 0.000 0.000 

Sum Aroclor-1221 0 0 N.D. N.D. 

Average Aroclor-1221 0.000 0.000 

sum Aroclor-1232 0 0 N.D. N.D. 

Average Aroclor-1232 0.000 0.000 

Sum Aroclor-1242 0 0 N.D. N.D. 

Average Aroclor-1242 0.000 0.000 

23) L6 Aroclor-1248 4.51 5.12 1830.8E6 519.6E6 500.000 500.000 

24) L6 Aroclor-1248 

m 
5.04 5.71 1002.5E6 766.5E6 500.000 500.000 

25) L6 Aroclor-1248 5.36 6.10 1247.7E6 542.7E6 500.000 500.000 

26) L6 Aroclor-1248 6.06 6.26 2262.2E6 492.1E6 500.000 500.000 

27) L6 Aroclor-1248 6.33 6.61 1568.7E6 26B.OE6 500.000 500.000 

Sum Aroclor-1248 7911. 9E6 2588.9E6 2500.000 2500.000 

Average Aroclor-1248 500.000 500.000 

Sum Aroclor-1254 0 0 N.D. N.D. 

Average Aroclor-1254 0.000 0.000 

Sum Aroclor-1260 0 0 N.D. N.D. 

Average Aroclor-1260 0.000 0.000 

Sum Aroclor-1262 0 0 N.D. N.D. 

Average Aroclor-1262 0.000 0.000 

Sum Aroclor-1268 0 0 N.D. N.D. 

Average Aroclor-1268 0.000 0.000 

---------------------------------------------------------------------------
(f)=RT Delta > 1/2 Window (#)=Amounts differ by> 25% 

YPCB0827.M Fri Sep 14 14:41:19 2012 

(m)=manual int. 
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Quantitation Report 

C:\MSDChem\1\DATA\08-27-12\ 
Yll48. D 

(QT Reviewed) 

Data Path 
Data File 
Signal (s) 
Acq On 
Operator 
Sample 
Mise 

Signal #l: ECDlB.CH Signal #2: ECD2A.CH 
27 Aug 2012 16:52 
YG 
8082_1248_IAS_4309,0.5_PPM 
NA,NA,NA,l 

ALS Vial 9 Sample Multiplier: l 

Integration File signal l: EVENTS.E 
Integration File signal 2: EVENTS2.E 
Quant Time: Aug 28 07:50:27 2012 
Quant Method C:\MSDCHEM\1\METHODS\YPCB0827.M 
Quant Title 
QLast Update : Tue Aug 28 07:50:02 2012 
Response via : Initial Calibration 
Integrator: ChemStation 6890 Scale Mode: Large solvent peaks clipped 

Volume Inj. 
Signal #1 Phase 
Signal #1 Info 

Response_ 

1.4e+09 

1.2e+09 

1e+09 

Be+OB 

6e+08 

4e+08 

2e+08 

Time 
Response_ 

3.5e+08 ijl 
N 

3e+08 

2.5e+08 

2e+08 

1.5e+OB 

1e+08 

YPCB0827.M Fri Sep 14 14:41:20 2012 

Signal #2 Phase: 
Signal #2 Info : 

Signal: Y1148.DIECD1 B.CH 

12.00 13.00 14.00 
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SAMPLE TRACKING 
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P1IJ IAL Integrated Analytical Labs Contact Us: 973 361-4252 
-~ 273 Franklin Ad fax: 973 989-5288 ~·~·""·o~""'vt>cmloooo·m""""w:: Randolph, NJ 07869 Web: www.ialonline.com 

:J Time (sturts tlw following li<J~ if :-:amph·s reC''d at ),l~l > SPi'vn 

l•q,ah notific;~tiou is J"C(fuired ffl1' RllSH TAT prior to sample arrh<tl. RLSH Tic.T JS NOT (~UARANTEEU WITHOl:T 1 .AH 
~dres!i: 2109BridgeAve., Bldg. B ~dnss: same I APPTW\ ·\L ·~·*RCSH SURCHAIH;J:~S Vi'JLL API'LY IF ABJ.E TO ACO'Fl:\ll)JJ.\ Tl' 

11, NJ 08742 

: (732) ;!95-2144 

,_ 
:~o 

1: NJ 

!Bottle Order#: 

[Quote# : SR04120.5 

SAMPLE INFORMATION 

ClientiD Depth (ft onJy) 

0-<11 (o-Z-o) 
0-'fl 0-o-'(·0) 
/l}-lf1 (O-Z-<>) 

"' - '-{ ~-C1--o- v ;r 
N -lfc. (o-'2--oJ 
N- '-f 4 (). ()-v-~) 

F~-3." 

IKnownHazanl: Yes or No Describe: 

Please print legibly and ftll oul 

IPHC- MUST,_ 

1• .. , 

'VOICE TO: !Aceto Corp. 

[Port Washington, NY 1l050 

1: JMC F..nvironmental (attn : J. CJabby)) 

5.......,Ma!rj5 

AQ- Aqueous WW- Waste Watt>" 

lor- Oil LIQ -Uquid (Speafy) OT- Other (Specify) 
'-Srnl SL-Siudge SOL-Solid W-Wipe 

• 
D~ n~ 

Matrix contalnH IAL ff 

' 
9/r-lr2 ~-JJ ~ , ( 

n~ 5 I z 
<;(:~ s I -~ 

~"'il f I Ct-
q:l2 J I "? 
'j:Jj $ l l 

\I, ~-.;o Ill{ ~ "7 

Jconc. E:qH!ded: Low Med Hiz}l 

•r nm '"' 

NJ EPH DRO {S day TAT) 

NJ EPH- C40 (5 day TAn 

DRO-S01S(J..!i day TAT) 

<12 

NJ EPH Fractienated (5 day TAT) 

QAM02S (5 day TAT) 

24 hr-100% ... I(.!OOJKeCJ) llabapprovedrustoml 
48hr-75%.,.. EDD 
7'1.hr-50% •... I ~egwa1ory 
96hr-35% ... , 15%Surchar 
5 day· 25%.... appties NO EDDJCD 

48 br*"' 72 hr*"' 96 hr** 1 w~•• 6-9 day tO% REQ'D 

ii' 
0 

" 

:Std3w k* -- --- Oth~r-nllll'orprirc.---------- I fuJkr~_<4~"C I 
ANALYTICAL PARAMETERS #BOTTLES& 

PRESERVATIVES 

~I I I I II I I I I I 11 UJ I Jllllgi~JlliJ~I~ 
X 

X 

X 

X 

X 

X 

X 

X 
-

\JDL Re11: (;V . .:Q,._ ( 11/HSI- :iF:~- SRS/1GW - SRS Rr~idr1·1ial- OT :f·_'P_iSLE ("0~1\IF\TSJ 

a nme wiU not start until any s lulve been ·e:u. 

l~arrier (rlleck one): __ I AI Courin _Client C!'tlril'r ___ F~dl-.x!LIJ'S I 
~ IRetintul:.hmbv; ~ AI 

• 

I.AB O~F.S- WHITE & YEU.OW; CLIENT COPY- PINK 

0 
0 

0 
0 
-----1 
f---' 

C:\Doc"""""" llld Setlnqs~ktcp\f'CB IALCOC 

P.k l&~~ ~~ I I ~/}-Itt ~~ ~~9/{i;;,51, /<)/<; 
Comments: "''' Time 

lwll~ ' lq~,~ ~~~ I 
Lab Case# 

I oqebo I ~."z-r " t I 

10/2010 rev 



PROJECT INFORMATION 

Case No. [EIZ-0'!,,0~0 Project [ARSYNCO 
., .•• r .. -·"':;;;;;;r..Amtm., .• JiiiiiiiiiWQ 

Customer .JMC Environmental Consultants 

Contact Jim CJabby 

EMail jclabby@limcenvironmenlal.com; ~ EMail EDDs 
a~~~green@J'mccnvironmt"nt<~l r:o 

Phone QdW!~3~oSrilvimnment1~:!~ .. ,1(732) 295-2150 

Report To 

21 09 Bridge A venue 

Building B 

Point Pleasant, NJ 08742 

Alln: Jim Clabby 

Report Format Reduced 

Additional Info [l State Fmm 

LabiD Client Sam~le ID 

09000-00 I 0-47 (0-2.0) 

09000-002 0-47 (2.0-4.0) 

09000-003 N-47 (0-2.0) 

09000-004 N-47 (2.0-4.0) 

09000-005 N-46 (0-2.0) 

09000-006 N-46 (2.0-4.0) 

09000-007 FB-36 

Sample# Tests 

001 TCL PCB 

002 TCL PCB 

003 TCL PCB 

004 TCLPCB 

005 TCL PCB 

006 TCL PCB 

007 TCL PCB 

09/06/2012 13:49 by kim- NOTE 2 

0 Field Sampling 

l)e[!th To[! I Bottom 

0/2 

2/4 

0/2 

2/4 

0/2 

2/4 

n/a 

Status 

Run 

Run 

Run 

Run 

Run 

Run 

In Process 

P.O.# 22126 

Received 9/5/2012 16:50 

Verbal Due 9/19/2012 

Report Due 9/26!2012 

Bill To 

Aceto Corp. 

4 Tri Harbor Court 

Port \Vashington, NY 11050 

Attn: Mr. Ed Kelly 

0 Conditional VOA 

Sam[!ling Time M1!1!:!! 
9/5/2012@08:35 Soil 

9/5/2012@08:36 Soil 

9/5/2012@08:50 Soil 

9/5/2012@08:51 Soil 

9/5/2012@09:32 Soil 

9/5/2012@09:33 Soil 

9/5/2012@14:20 Aqueous 

QA Method 

8082 

8082 

8082 

8082 

8082 

8082 

8082 

lin it 
mg/Kg 

mg/Kg 

mg/Kg 

mg/Kg 

mg/Kg 

mg/Kg 

mg/L 

#of Containers 

I 

2 

ALSO EMAIL CONFIRMATIONS AND RESULTS TO STEVE KOSCH AT skosch@imcenvironmental.com. 
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INTEGRATED ANALYTICAL LABORATORIES, LLC 

SAMPLE RECEIPT VERIFICATION 

CASE NO: E 12 09000 
COOLER TEMPERATURE: 2•- a•c: 

COC: ~/ INCOMPLETE 
KEY 

¥ =YES/NA I 
¥ =NO . 

¥ Bottles Intact 

¥ no-Missing Bottles 
¥ no-Extra Bottles 

¥ Sufficient Sample Volume 
¥ no-headspace/bubbles in VOs 
¥ Labels intact/correct 
¥ pH Check (exclude V0s)1 

¥ Correct bottles/preservative 
¥ Sufficient Holding/Prep Time' 

I sample to be Subcontracted 
¥ Chain of Custody is Clear 

CLIENT: 

( See Chain of Custody) 
Comments 

1 All samples with "Analyze Immediately" holding times will be analyzed by this laboratory past the holding time. This includes but is not limited to 

the following tests: pH, Temperature, Free Residual Chlorine, Total Residual Chlorine, Dissolved Oxygen, Sulfite. 

ADDITIONAL COMMENTS· 

I \ 

SAMPLE(S) VERIFIED BY: INITIAl v \ """ DATE I 9 f5 ((. I 
".!:~==="'""""--=-'---~-----. 

CORRECTIVE ACTION REQUIRED: YES lsEEBELOW) NOI I 

If COC is NOT clear, STOP until you get client to authorize/clarify work. 

CLIENT NOTIFIED: YES Date/ Time: NO 

PROJECT CONTACT: 

SUBCONTRACTED LAB: 

DATE SHIPPED: 

ADDITIONAL COMMENTS: 

VERIFIED/TAKEN BY: INITIALLI _ _,_&~-...J DATE I C/ /WizEl2-o6ooo oo73 
REV03/2009 



IAL Case No. 

E12-09000 

Department: GC 
TCL PCB 

" 

" 

I 

Laboratory Custody Chronicle 

Client JMC Environmental Consultants 

Project ARSYNCO 

Received On 91 5/2012@16:50 

Pre{!_. Date Analyst Analy_sis Date 

09000-001 Soil 9/12112 Archimede 9112112 
-002 9/12/12 Archimede 9/12/12 

-003 " 9/12/12 Archimede 9112112 
-004 " 9112/12 Archimede 9/12112 
-005 " 9112112 Archimede 9112112 
-006 9/12/12 Archimede 9/12112 
-007 Aqueous 9/ 6/12 Archimede 9/ 8112 

Page I of I 

Integrated Analytical Labs- 273 Franklin Road, Randolph, NJ 07869- (973) 361-4252- Fax (973) 989-5288 

Analyst 
Julia 
Julia 
Julia 
Julia 

Julia 
Julia 
Julia 


